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Preface 

O ne of the most perplexing aspects of satellite remote sensing is the efficient and cost effective collection of 
the high quality field data required for the development of bio-optical and atmospheric correction algo- 
rithms and the validation of derived products. With the fourth SeaWiFS reprocessing, approximately 10% of 
the validation data collected resulted in a match-up comparison after the exclusion criteria were applied. This is 
a substantial improvement over initial success rates of less than 2% for the radiometric comparisons associated 
with the first reprocessing. The increased success rates reflect improved data processing procedures and cruise 
planning based on real-time SeaWiFS data. It is doubtful, however, that significant improvements in present 
success rates will be possible. 

Although sampling from fixed platforms has always been attractive from a cost perspective, light perturba- 
tion issues have precluded their extensive use in the past. In addition, unattended subsurface instrumentation, 
either attached or moored in close proximity to a platform, has problems with biofouling or damage resulting 
from recreational uses of the platform, e.g., fishing. If a scheme or protocol that minimizes the perturbation 
effects to acceptable levels can be defined, a substantial reduction in cost per matchup can be realized. This 
is particularly important for coastal regions where temporal and spatial variability is high, making frequent 
sampling important, and the accuracy of subsurface measurements is compromised by instrument self-shading 
and large subsurface vertical gradients. 

The work presented in this technical report addresses these issues in an effort to establish a viable above- 
surface protocol for platforms and shows that such a protocol should be possible. Finally, the study helps 
support the argument that continued investment in field data collection protocols and technology is very cost 
effective and needs to be included in future remote sensing programs, especially because the SeaWiFS and 
SIMBIOS Projects, which have funded much of this research, are coming to an end this year. 


Greenbelt, Maryland 
January 2003 


— C. R. McClain 
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Abstract 

This report documents the scientific activities which took place during June 2001 and June 2002 on the Acqua 
Alta Oceanographic Tower ( AAOT) in the northern Adriatic Sea. The primary objective of these field campaigns 
was to quantify the effect of platform perturbations (principally reflections of sunlight onto the sea surface) 
on above- water measurements of water-leaving radiances. The deployment goals documented in this report 
were to: a) collect an extensive and simultaneous set of above- and in-water optical measurements under 
predominantly clear-sky conditions; b) establish the vertical properties of the water column using a variety of 
ancillary measurements, many of which were taken coincidently with the optical measurements; and c) determine 
the bulk properties of the environment using a diversity of atmospheric, biogeochemical, and meteorological 
techniques. A preliminary assessment of the data collected during the two field campaigns shows the perturbation 
in above-water radiometry caused by a large offshore structure is very similar to that caused by a large research 
vessel. 


Prologue 

Ocean color satellite sensors (IOCCG 1998) provide 
large-scale synoptic observations of biogeochemical proper- 
ties of the upper layer in the open ocean (e.g., phytoplank- 
ton biomass), as well as continuous monitoring of other 
important parameters in the coastal zones (e.g., sediment 
load and dissolved colored matter). This global capability 
is accomplished through the determination of radiometric 
quantities, specifically the spectral values of the radiances 
at the top of the atmosphere, from which (after atmos- 
pheric correction), the radiances emerging from the ocean 
surface, Ljv(A), the so-called water-leaving radiances , are 
extracted (A denotes the wavelength). 

For meaningful applications, an extremely high radio- 
metric accuracy is required. The Sea-viewing Wide Field- 
of-view Sensor (SeaWiFS) Project, for example, requires 
accuracies of 5% absolute and 1% relative in terms of the 
retrieved Lw{ A) values (Hooker and Esaias 1993). The 
first obvious condition for reaching such an accuracy lies 
in the conception and the realization of the spaceborne in- 
strument. Although this is a necessary requirement, it is 
not sufficient to ensure the distributed radiometric data 
meet the accuracy objectives. Indeed, the success of the 
SeaWiFS mission is determined in particular by the qual- 
ity of the ocean color data set collected for calibration and 
validation purposes, and involves several continuous activ- 
ities (McClain et a!. 1992): 

1. Characterizing and calibrating the sensor system, 

2. Analyzing trends and anomalies in the sensor per- 
formance and derived products (the Lw values and 
the chlorophyll concentration), 

3. Supporting the development and validation of al- 
gorithms (for the retrieval of bio-optical properties 
and for atmospheric correction), and 

4. Verifying the processing code and selecting ancillary 
data (e.g., ozone, wind, atmospheric pressure) used 
in the data processing scheme. 


The initial SeaWiFS validation results (Hooker and 
McClain 2000) provided an immediate and quantitative 
demonstration of the strengths of the initial calibration 
and validation plan (McClain et al. 1998): a) the sensor 
was stable over the first two years of operation, with grad- 
ual changes in some wavelengths being accurately quan- 
tified using the solar and lunar calibration data; b) the 
vicarious calibration approach using field data produced 
consistent Lw{ A) values; and c) the remotely-sensed prod- 
ucts, including the (total) chlorophyll a concentration, met 
the desired accuracy (35% over a range 0.05-50 mg m~ 3 ) 
over a limited, albeit diverse, set of open-ocean validation 
sites. 

The study presented here does not deal with all aspects 
of the calibration and validation process. It is restricted to 
those field measurements suitable for vicarious calibration, 
as well as the derivation or improvement of bio-optical al- 
gorithms. Historically, the fundamental radiometric quan- 
tities selected for comparison with the radiances retrieved 
from the spaceborne sensor, were the upwelled spectral 
radiances just above the sea surface, Lw(0 + , A) (the sym- 
bol 0 + means immediately above the surface). A variety 
of normalizations of these radiances are needed to render 
these quantities less dependent on the circumstances (in 
particular, on the solar illumination conditions prevailing 
when the measurements are performed), and thus to ob- 
tain more fundamental quantities to be introduced into the 
bio-optical algorithms. 

The Lw{ 0 + , A) radiances can be derived by extrapolat- 
ing in-water measurements taken close to the sea surface 
or obtained directly from above-water measurements. Al- 
though the SeaWiFS Project has placed an emphasis on 
in-water techniques, which have been largely successful in 
Case-1 waters (Hooker and Maritorena 2000), both mea- 
surement approaches have advantages and difficulties. The 
above-water approach for vicarious calibration remains at- 
tractive, because a) the data can presumably be collected 
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more rapidly and from a ship underway, and b) the fre- 
quently turbid and strongly absorbing waters in shallow 
Case-2 environments impose severe limitations on in-water 
measurements. The latter includes the difficulty of resolv- 
ing the thin optically different layers usually encountered 
in coastal waters, and properly correcting for the instru- 
ment self-shading effect. 

Prom a measurement perspective, the above- water ap- 
proach is more restrictive, because presently there is no re- 
liable mechanism for floating an above- water system away 
from a measurement platform (which is easily and effec- 
tively accomplished for an in- water system), so all above- 
water measurements are made in close proximity to a large 
structure. 

Measurement and analysis protocols were recommended 
(Mueller and Austin 1992) and were incrementally revised 
(Mueller and Austin 1995, Mueller 2000, and Mueller 2002) 
for both methods, but a methodology for correcting above- 
water data for platform perturbations does not yet exist. 
A capability to detect and quantify the reflective pertur- 
bation of the sampling platform in above-water data was 
recently presented by Hooker and Morel (2003), and this 
technique forms the central analytical approach for the pri- 
mary objective of the present study: to establish the spa- 
tial extent of platform perturbations in above-water data. 

The field measurements for determining the effects of a 
large platform on above- water radiometry were carried out 
on the Acqua Alta Oceanographic Tower (AAOT) in the 
northern Adriatic Sea (12.508°E,45.314°N) and within the 
framework of the Coastal Atmosphere and Sea Time Se- 
ries (CoASTS) Project (Zibordi et al. 2002a) led by Joint 
Research Centre (JRC) of the Commission of the Euro- 
pean Communities in Ispra, Italy. The measurement site 
is located approximately 15 km offshore the Venice Lagoon 
in a frontal region that can be characterized by Case-1 or 
Case-2 conditions. 

Regardless of the water type during any given mea- 
surement opportunity, the AAOT is a coastal ocean site, 
so its use for the tbwer-shading campaigns ensured a large 
variety of environmental parameters and complexity being 
represented in the data set. A detailed description of using 
the AAOT for specialized experiments, the CoASTS sam- 
pling objectives, and the environmental features of the site 
are given in Hooker et al. (1999), Zibordi et al. (2002a), and 
Berthon et al. (2002), respectively, so only brief overviews 
are presented here. 

An international group of scientists were deployed to 
the AAOT from 18-29 June 2001 and then again from 
17-28 June 2002. The scientists were from, or associated 
with, the National Aeronautics and Space Administration 
(NASA) Goddard Space Flight Center (GSFC), and the 
Institute for Environment Sustainability (IES) Inland and 
Marine Waters Unitf of the JRC. 


f Formerly the Space Applications Institute (SAI) Marine En- 
vironment Unit. 


To satisfy the objective of determining the spatial scale 
and radiometric characteristics of tower perturbations in 
above-water measurements, two activities with the req- 
uisite expertise were brought together: the NASA con- 
tingent participated as part of the fourth and fifth Sea- 
WiFS Bio-Optical Algorithm Round-Robin field exercises 
(SeaBOARR-01 and SeaBOARR-02, respectively), and the 
JRC team participated as part of the regularly scheduled, 
but temporally extended, CoASTS campaigns. The sci- 
ence team members from these organizations are given in 
Appendix A. 

1. In Situ Sampling Equipment 

The in situ sampling equipment used during the tower- 
perturbation campaigns was a combination of the instru- 
ments normally used in the CoASTS Project and those 
needed for the specialized measurements associated with 
quantifying the perturbation of the tower in above-water 
radiance measurements. The former includes a large di- 
versity of marine and atmospheric measurements for the 
calibration and validation of ocean color remote sensors, 
while the latter includes a new above- water optical system 
with a specialized positioning capability. CoASTS field ac- 
tivities have also been used as an opportunity to evaluate 
new instruments designed for the special circumstances as- 
sociated with the coastal environment. Within this objec- 
tive, the tower-perturbation campaigns were used to begin 
a preliminary evaluation of a new in-water profiler. 

2. The Horizontal Deployment System (HDS) 

The HDS was primarily designed to support investiga- 
tions for determining tower perturbations in above-water 
radiometric measurements. The system consists of a tubu- 
lar horizontal mast sliding within rigidly mounted support 
frames. The mast is 21 m long and is composed of eight 
aluminum trusses plus a specially designed terminal end 
for affixing an instrument package. Each support frame 
encloses the mast with eight rollers with stainless steel 
bearings and permits the mast to be moved by a single 
operator. The HDS has the capability of carrying an in- 
strument package weighing approximately 10 kg, and to 
deploy it up to as much as 12 m away from the main tower 
superstructure with a vertical deflection of the mast less 
than 1% (i.e., less than a 10cm drop in the vertical for a 
10m extension in the horizontal). 

3. In Situ Methods 

The in situ methods used during the tower-shading 
campaigns were a direct consequence of making above- 
and in-water measurements of the radiance field within 
the coastal ocean environment. The in- water measure- 
ments were intended as a reference or ground truth, be- 
cause previous campaigns had established a methodology 
for correcting the in-water data for tower perturbation ef- 
fects. Much of the above- water experiments, however, were 
by definition degraded — they were specifically designed to 
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capture the perturbation of the tower in the surface ra- 
diance field. The spatial complexity (primarily vertically 
for the duration of the experiments considered here) of the 
coastal ocean makes the interpretation of optical profiles 
alone very difficult, so a variety of supporting measure- 
ments and methods were used to produce a thorough de- 
scription of the vertical properties of the water column. 

4. Advances in Data Processing Methods 

New versions of the data processing methods were cre- 
ated to accommodate a) the incorporation of an automated 
system for determining the ratio of diffuse-to-direct solar 
irradiance, and b) the correction for bidirectional effects in 
the above- water (sea- viewing) measurements. The former 
required a more sophisticated correction to the occulted so- 
lar reference data, and the latter required a more complete 
formulation of the above-water method. Neither advance- 
ment altered the type of data collected or the basic data 
collection methodology. 


5. Preliminary Results 

The analytical results are organized by separating the 
above-water radiometric data into near- and far-field cate- 
gories. The former correspond to data for which x < 13 m, 
and the latter to data for which x > 13 m, where x is the 
perpendicular distance of the surface spot viewed by the 
sea-viewing sensor away from the tower. The far-field ob- 
servations confirm uncontaminated above-water data can 
be collected in the vicinity of a large structure as long as 
the surface spot is as far away from the platform as it is 
high (in this case about 13 m). The near-field data show 
significant perturbations, as much as 100% above far-field 
levels, which are substantially above any fluctuations that 
could be attributed to natural environmental variability 
(in the absence of floating material). A separate inves- 
tigation of both the widespread and the sporadic effects 
of floating material showed perturbations as much as 25% 
above normal (uncontaminated) levels. 
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Chapter 1 


In Situ Sampling Equipment 

Stanford B. Hooker 
NASA/Goddard Space Flight Center 
Greenbelt, Maryland 

Giuseppe Zibordi 

JRC /IES /Inland and Marine Waters Unit 
Ispra , Italy 

Abstract 

The in situ sampling equipment used during the tower-perturbation campaigns was a combination of the in- 
struments normally used in the CoASTS Project and those needed for the specialized measurements associated 
with quantifying the perturbation of the tower in above- water radiance measurements. The former includes a 
large diversity of marine and atmospheric measurements for the calibration and validation of ocean color remote 
sensors, while the latter includes a new above-water optical system with a specialized positioning capability. 
CoASTS field activities have also been used as an opportunity to evaluate new instruments designed for the 
special circumstances associated with the coastal environment. Within this objective, the tower-perturbation 
campaigns were used to begin a preliminary evaluation of a new in- water profiler. 


1.1 INTRODUCTION 

The emphasis for the tower-perturbation experiments 
was on measuring the apparent optical properties (AOPs) 
of seawater. To accomplish this, the optical systems de- 
ployed at the AAOT were as follows: 

1. The JRC version of the miniature NASA Environ- 
mental Sampling System (miniNESS), 

2. The Wire-Stabilized Profiling Environmental Ra- 
diometer (WiSPER), 

3. The micro NASA Environmental Sampling System 
(microNESS), 

4. The micro Surface Acquisition System (microS AS), 
and 

5. The SeaWiFS Photometer Revision for Incident 
Surface Measurements (SeaPRISM). 

The first three instruments are in- water profiling systems, 
and the last two are above-water instruments. The micro- 
NESS instrument was included to compare this new pro- 
filer with the well-established capabilities of miniNESS and 
WiSPER in the coastal environment. The SeaPRISM in- 
strument was included, because it was the first operational 
version of this new measurement system. Detailed descrip- 
tions of each measurement system are presented in Sect. 
1.3. 


In addition to the AOP measurements, a variety of 
other data, primarily associated with measuring the inher- 
ent optical properties (IOPs) of seawater, were collected 
to characterize the optical properties of the site in more 
detail: 

6. Attenuation and absorption profiles at nine wave- 
lengths by AC-9f measurements; and 

7. In vivo spectral absorption of particulate matter 
and the concentration of colored dissolved organic 
matter (CDOM) through spectrophotometric tech- 
niques. 

To ensure the AOP and IOP data can be understood 
in terms of the large-scale environmental properties, the 
following biological, hydrographic, and atmospheric data 
were collected: 

8. Pigment concentration using the high performance 
liquid chromatography (HPLC) technique; 

9. The concentration of total suspended matter (TSM) 
through gravimetric filter analysis; 

10. Direct sun irradiance and sky radiance sequences by 
sun photometer measurements; 


f Identification of commercial products to adequately specify 
or document the experimental problem does not imply rec- 
ommendation or endorsement, nor does it imply that the 
equipment is necessarily the best available for the purpose. 
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11. Atmospheric pressure, humidity, and temperature, 
plus wind speed and direction; and 

12. Seawater temperature and salinity with a conduc- 
tivity, temperature, and depth (CTD) sensor, plus 
tide level. 

It is important to remember the IOP and CTD profiles 
can be used as an aid to properly interpret and analyze 
the AOP radiometric profiles. Indeed, in the coastal envi- 
ronment, the presence of thin layers of differing water or 
optical types makes this a necessity. 

1.2 THE AAOT 

The water depth immediately below the tower is about 
17 m, and the composition of the nearby sea floor is pri- 
marily sand and silt. The tower was built in 1970 and 
is owned and operated by the Istituto per lo Studio della 
Dinamica delle Grandi Masse (ISDGM) of the Italian Con - 
siglio Nazionale delle Ricerche] (CNR), in Venice. 

In addition to an access platform at the sea surface, the 
tower is composed of four levels supported by four large 
pillars. Each level is approximately 7.2 mx 5.2 m in size 
with the exception of the lowest level which is 5.2 mx 5.2 m. 
The primary reason for selecting the AAOT for the tower- 
perturbation experiments was the need for a very sta- 
ble platform to accommodate a positioning system for an 
above- water sensor system that would allow the horizontal 
distance between the sensors and the tower to be varied 
(the HDS is described in Chapt. 2). 

The first (lowest) tower level, about 4.5 m above the 
water, has an open grid deck and no facilities. The sec- 
ond level is approximately 7 m above the water and con- 
tains a workshop with dual electrical generators, a portable 
laboratory for water filtration and data acquisition, plus 
storage spaces for a large complement of lead- acid batter- 
ies, fuel tanks, etc. The second level also contains a spe- 
cial open grid platform, 3.5 m wide, which extends 6.5 m 
over the sea towards the southeast. The platform provides 
mounting points for instruments to be deployed above, or 
into, the sea, and is the permanent deployment site for the 
WiSPER instrument frame (it is also the usual launching 
and re^bvering site for free-fall profilers). 

The third deck contains the main laboratory, which is 
also used for overnight accommodations. The fourth (high- 
est) deck, at about 13 m above the water, contains solar 
panels, i variety of meteorological instruments, communi- 
cations antennae, and water storage tanks. For the tower- 
pert ur Bat ion campaigns, the HDS was mounted on the 
fourth j|vel, so an above- water instrument system (micro- 
SAS) c|j|ild be positioned at varying distances with respect 
to the slide of the platform. The SeaPRISM instrument and 
a CE-318 sun photometer were also mounted on this level. 
A schematic of the AAOT with the deployment locations 


f The Institute for the Study of Large Masses of the Italian 
National Research Council. 


for the optical sensors is shown in Fig. 1, and Fig. 2 shows 
the AAOT with the HDS extended 10 m over the water. 



Fig. 1. A schematic of the northwest side of the 
tower-perturbation deployment locations for a) the 
CE-318 sun photometer, b) SeaPRISM, c) micro- 
SAS at the end of the HDS, d) microNESS, e) mini- 
NESS, and f) WiSPER. 

1.3 AOP INSTRUMENTS 

The AOP instruments used in the tower-perturbation 
campaigns were deployed to provide vertical profiles of the 
in situ light field within the water column (WiSPER and 
miniNESS) and at variable distances away from the AAOT 
(miniNESS only). 

1.3.1 In- Water Instruments 

The SeaWiFS Field Team has been working with Sat- 
lantic, Inc. (Halifax, Canada), to develop a series of free- 
falling, modular profilers to measure the optical properties 
of seawater. The first of these was the Low-Cost NASA 
Environmental Sampling System (LoCNESS), so called be- 
cause it was built out of the (relatively inexpensive) mod- 
ular components typically used with traditional winch and 
crane deployment systems: the Ocean Color Radiance and 
Irradiance series 200 (OCR-200 and OCI-200, respectively) 
seven-channel (A7) light sensors, plus a conductivity and 
temperature probe, and a miniature fluorometer (Aiken et 
al. 1998). 

The LoCNESS profiler was an extremely capable unit 
(Hooker and Maritorena 2000), which included a three- 
sensor version permitting the measurement of upwelled ra- 
diance, plus upward and downward irradiance as a function 
of depth 2, L u (z, A), E u (z, A), and £4(2, A), respectively. 
It was difficult to use in small boat operations or in the 
shallow water normally associated with coastal (nominally 
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Fig. 2. The AAOT showing the different levels (along with their heights above the water), one of the small 
boats used to transport people and equipment to the tower, and the HDS on the very top. The inset circular 
panel shows a closeup of the microSAS instruments mounted at the end of the latter. 
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Case-2) conditions, however; the overall length was 1.8 m, 
the diameter of the individual system components was ap- 
proximately 9 cm, the weight in air was 23 kg, and the light 
sensors were not mounted on the same horizontal plane — 
they were separated by the length of the profiler. 

1.3.1. 1 miniNESS 

A smaller version of LoCNESS, called miniNESS, was 
built to determine whether or not light sensors could be 
mounted on the fins (in the same horizontal plane) in a 
more compact configuration without degrading the light 
field measurements. Intercomparisons of miniNESS with 
traditional profilers established the efficacy of the new con- 
cept during open ocean cruises, and then subsequently dur- 
ing coastal campaigns on the AAOT. In fact, the design 
was so successful, the JRC combined the modular, three- 
sensor configuration of the LoCNESS instrument with the 
original miniNESS design to produce a very unique instru- 
ment for coastal ocean applications that measured L u (z, A), 
E u (z, A), and l?d(z, A). This more capable version of mini- 
NESS is part of the routine data collection during CoASTS 
field campaigns and is the one discussed in this study. 

A schematic of the JRC miniNESS profiler is shown 
in Fig. 3. In addition to the profiler radiometers, a sepa- 
rate sensor measured the total solar irradiance (the direct 
plus the indirect or diffuse components) just above the sea 
surface, E d ( 0 + ,A). During the campaign in 2001, an oc- 
culter or lollipop was periodically used at the conclusion 
of some casts to block the direct solar irradiance, so the 
indirect (or diffuse) component, Ei( 0 + ,A), could be mea- 
sured. For the most recent campaign in 2002, a modified 
version of a shadow band attachment system called Sea- 
SHADE (Hooker and Lazin 2000) was added to remotely 
collect the diffuse irradiance data by toggling a switch to 
activate a shadow band. 


1.3. 1.2 WiSPER 

The WiSPER system also measured L u (z, A), E u (z } A), 
and Ed(z, A). Unlike miniNESS, which had internal tilt 
sensors to quantify the vertical (two-axis) tilt (<f) of the 
profiler as it fell through the water, WiSPER was slowly 
winched up and down the water column between two taught 
wires fixed between the tower and the sea bottom, so it had 
no need for tilt sensors. The light sensors were mounted 
on an extension boom, which placed them 1 m away from 
the main part of the frame and approximately 7.5 m from 
the tower legs. The solar reference for WiSPER was the 
same one used for miniNESS. A schematic of the WiSPER 
system is shown in Fig. 4. 



Fig. 4. A schematic of the JRC WiSPER system. 


Total (Direct plus 
<X> Indirect) Solar 
Irradiance 

/§) Diffuse (Indirect) 
^ Solar Irradiance 


E d (0\X 7 ) 



© 

^(0 + ,a 7 ) 



E u{z,h) miniNESS 


Fig. 3. A schematic of the JRC miniNESS profiler. 


1.3. 1.3 microNESS 

The success of miniNESS led to a new design effort to 
further decrease the overall size and weight of the profil- 
ing package. At the same time, there was a strong desire 
to replace the analog cabling associated with traditional 
profilers with digital interfaces. The latter was particu- 
larly important, because when it was combined with the 
desired size reduction, it would help ensure, with respect 
to the original equipment: 

1. A lowering of power requirements, 

2. Smaller, lighter profiler with a lower descent speed 
and, thus, a higher vertical sampling resolution, 

3. A reduction in the perturbation caused by the in- 
strument to the in situ light field, and 

4. A profiling system that could easily be deployed 
from a small boat. 

The latter three are especially important for coastal (nom- 
inally Case-2) applications, because the vertical structure 
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of the water column is frequently more complex, the wa- 
ter is more turbid (so instrument self-shading is a bigger 
problem), and shallow areas are only accessible with small 
boats. 

The digital light sensors are called the OCR-507-R se- 
ries, and the new instrument is called microNESS. To- 
gether, they have the following characteristics: a) opera- 
tion from two 9 V lithium batteries, b) high-accuracy pres- 
sure sensing (0.01% full-scale accuracy versus 0.25% for 
standard Satlantic profilers), c) component diameters of 
4.6 cm or less (3.8 cm for the main pressure housing), d) a 
digital instrumentation network (supporting multiple sen- 
sors), e) data sampling of 6 Hz, f) 24-bit resolution of the 
optical data, g) an overall length of 1.0 m, and h) an in- 
air weight of 4 kg (miniNESS and LoCNESS have an in- 
air weight of 15 and 23kg, respectively). The prototype 
microNESS profiler was evaluated in the field during si- 
multaneous deployments of the miniNESS profiler in deep 
ocean (Case-1) conditions. 

The microNESS profiler measured L u (z, A) and Ed(z , A) 
using two sets of 4-channel (A4) optical sensors — the 412 nm 
channel was common to both sensor sets to enable a simple 
test for shading effects. The solar reference for microNESS, 
Ed{ 0 + ,A), had only seven channels and was designed to 
fit inside a cardanic gimbal (not used for the tower cam- 
paigns). The microNESS profiler (Fig. 5) has a similar 
overall length with respect to the original miniNESS de- 
sign, but is considerably lighter and capable of a lower 
descent rate (approximately 0.3 ms" 1 versus about 0.6- 
1.0ms” 1 for miniNESS in untethered deployments) and, 
thus, a higher vertical sampling resolution. 


|^(0 + ,A 7 )® 

P 



L u (Zj A 4) (§] 

Buoyant 
Fins 

DATA-HUB 
w/tilt sensors 

Weight 


Mast with gimbal mount to 
- reduce sensor tilts from 
ship motion (not used) 

Angular Position and Tilts 
(not used) 


®E d (z,\4) 



3) L u (z, A 4 ) 


Digiquartz Pressure 
Sensor (0.01% full- 
scale accuracy) 

microNESS 


Fig. 5. A schematic of the microNESS profiler. 
The gimbal ballast contains sensors to determine 
the azimuthal orientation of the irradiance sensor, 
(//, as well as its two-axis vertical tilt, <p. Neither 
sensor was used for the tower-perturbation analyses, 
and are shown simply for completeness. 


1.3.2 Above- Water Instruments 

The above-water instruments were designed to derive 
the water-leaving radiance in the same blue-green bands 
as the in- water systems. 

1.3. 2.1 microSAS 

The microSAS instruments measured the sky radiance 
reaching the sea surface, L*( 0 + , A), and the (total) radiance 
right above the sea surface, Lr(0 + ,A). Although micro- 
NESS and microSAS had separate solar references, only 
one was used at a time (the output of the irradiance sensor 
was sent to both data acquisition systems). The reference 
gimbal was not used during the tower campaigns. 

The microSAS deployment frame was based on the Sea- 
WiFS Underway Surface Acquisition System (SUnSAS) 
design (Hooker and Lazin 2000). The primary differences 
are a result of trying to make the entire system as small as 
possible, so it can be fitted inside a cardanic gimbal. The 
mechanical frame is a compact mounting system wherein 
the light sensors are clamped to two small plates, which can 
be tilted to the desired nadir and zenith angles (nominally 
30-45°). The mounting plates are mechanically secured 
at the desired angles using aluminum wedges cut at the 
appropriate angles (which permits accurate repeatability). 
A schematic of microSAS mounted on the terminal end of 
the HDS mast is presented in Fig. 6, and a closeup picture 
of the system is shown in Fig. 1 (inset circle). 



Fig. 6. A schematic of the microSAS instruments. 
The inset circle shows the new full-angle field of 
view (FAFOV) as apertures are added to the stan- 
dard configuration. 

The radiance sensors can be rotated 360° in the az- 
imuthal plane, and a band, marked in 10° increments with 
a 1° vernier, allows for a precise positioning of the frame 
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with respect to the sun. A solar compass or sun dial at the 
top of the instrument allows for rapid pointing of the entire 
package with respect to the sun plane. The restoring mass 
for the gimbal has built-in sensors to measure the compass 
heading of the system as well as the vertical (two-axis) tilt. 
The tilt sensors were used to ensure the sensors were level 
before any data acquisition was initiated. 

One of the unique aspects of the microSAS light sensors 
is the FAFOV can be decreased by adding one or more 
additional apertures to the basic instrument (which has 
a 6.0° FAFOV). Addition of the first aperture produces 
a 3.0° FAFOV, and adding the second produces a 1.5° 
FAFOV. The latter is more similar to the 1.2° SeaPRISM 
FAFOV. Although data for all three aperture settings were 
collected, the majority of the data was for a 6.0° FAFOV. 

All of the sensors were powered with a 12 V battery, and 
they took and reported data simultaneously (via RS-485 
serial communications). The data were logged on a Mac- 
intosh PowerBook computer using software developed at 
the University of Miami Rosenstiel School for Marine and 
Atmospheric Science (RSMAS) and the SeaWiFS Project. 
The sensor data were time stamped and recorded to disk 
as American Standard Code for Information Interchange 
(ASCII), tab-delimited (spreadsheet) files. The operator 
controlled the logging and display of the data as a func- 
tion of the acquisition activity: dark data (caps on the 
radiometers), sea and sky viewing, etc. The initiation of 
the execution mode automatically set the file name and 
file headers, as well as the timed termination of the data 
acquisition. All of the telemetry channels were displayed 
and visualized in real time. 

1.3.2. 2 SeaPRISM 

SeaPRISM is based on a CE-318 sun photometer (Sect. 
1.6.1) made by CIMEL Electronique (Paris, France). The 
CE-318 is an automated system which measures the direct 
sun irradiance, £(A) at solar zenith angle 6 and solar az- 
imuth angle 4 > , plus the sky radiance in the sun and almu- 
cantar planes. The data are transmitted over a satellite 
link, and this remote operation capability has made the 
device very useful for atmospheric measurements. The re- 
vision to the CE-318 that makes the instrument useful for 
ocean color calibration and validation activities is to in- 
clude a capability for measuring the sea and sky radiances 
at the appropriate vertical angles (t? and respectively) 
in wavelengths suitable for the determination of chloro- 
phyll o concentration. 

The initial evaluation of the SeaPRISM prototype in- 
volved above- and in- water measurement protocols (Hooker 
et al. 2000a). A long-term intercomparison (lasting ap- 
proximately one year) of the water-leaving radiances de- 
rived from SeaPRISM and the WiSPER in-water system 
(Zibordi et al. 2002b) showed the overall spectral agree- 
ment was approximately 8.6%, but the blue-green chan- 
nels intercompared at the 5% level; a blue-green band ra- 
tio comparison was at the 4% level. A schematic of the 
SeaPRISM instrument is shown in Fig. 7. 



Fig. 7. A schematic of the SeaPRISM instrument. 


1.3.3 Summary 

A summary of the AOP instruments, along with their 
primary physical measurements, and their sensor codes are 
given in Table 1; Table 2 presents the sensor wavelengths. 

Table 1. A summary of the radiometers used dur- 
ing the tower perturbation field campaigns along 
with their primary physical measurement (in terms 
of their vertical sampling), their spectral resolution 
(A* means i channels, i.e., A7 means 7 channels), 
and their sensor codes. The M099 sensor was peri- 
odically occulted to measure Ei( 0 + , A 7 ). 


System 

Sensor 

Measurement 

Code 

miniNESS 

ocR-200 

L u (z, X 7 ) 

R067 


oci-200 

Ed(z,\ 7) 

1097 


OCI-200 

E u (z y Xr) 

1098 


oci-200 

E d ( 0 + ,A 7 ) 

M099 

WiSPER 

ocR-200 

L u (z,\ 7 ) 

R046 


oci-200 

Ed(z, A7) 

1071 


oci-200 

E u (z, A7) 

1109 


oci-200 

E d (o + ,\ 7 ) 

M099 

microNESS 

OCR-504-R 

I't l(z, ^4) 

S001 


OCR-504-R 

L/ui^Z) A4) 

S002 


OCR-504-1 

Ed{z, A 4 ) 

K001 


OCR-504-1 

Ed{z, A 4 ) 

K002 


OCR-507-1 

E d ( 0 + ,A 7 ) 

O001 

microSAS 

OCR-507-R 

£i( 0 + ,A 7 ) 

U010 


OCR-507-R 

Lt( 0 + , A7) 

U003 


OCR-507-1 

E d ( 0 + ,A 7 ) 

0026 

SeaPRISM 

CE-318 

E( 0 + ,A 8 ) 

C318 


CE-318 

00 

4 

C318 


CE-318 

Lt( 0 + , A 8 ) 

C318 


9 





Tower-Perturbation Measurements in Above- Water Radiometry 


Table 2. Individual channel numbers, A and center wavelengths (in nanometers) for the radiometers used 
with the radiometric sampling systems (10 nm bandwidths). The sensors for each system are given with their 
individual sensor codes, which are formed from a three-digit model or serial number (S/N), preceded by a 
one-letter designator for the type of sensor: R and S, in-water radiance; I and K, in-water irradiance; M and 
O, above-water irradiance; and U or C, above-water radiance. The M099 WiSPER reference was used with 
miniNESS and WiSPER. For microNESS, the “K001,2” and “S001,2” entries mean the four channels for K001 
and S001 are given as channels 1-4, and the four channels for K002 and S002 are given as channels 5-8. 



WiSPER 

miniNESS 

microNESS 

microSAS 

SeaPRISM 

R046 

1071 

1109 

M099 

R067 

1097 

1098 

K001.2 

S001.2 

0001 

U003 

U010 

0026 

cm 

1 

412.3 

412.4 

412.5 

411.5 

412.5 

412.3 

412.4 

412.2 

412.4 

412.2 

412.0 

412.2 

412.2 

412 

2 

442.8 

443.5 

442.2 

442.8 

442.2 

442.1 

443.5 

490.9 

490.0 

443.8 

443.1 

442.8 

442.9 

440 

3 

490.5 

490.6 

490.7 

489.9 

490.0 

490.5 

490.8 

509.4 

509.2 

490.7 

490.5 

490.9 

490.8 

501 

4 

510.8 

509.1 

509.8 

510.3 

510.3 

510.3 

509.9 

554.6 

554.0 

509.3 

510.8 

510.5 

510.0 

555 

5 

554.9 

555.9 

554.7 

554.5 

554.5 

554.5 

554.7 

412.4 

412.3 

554.5 

555.1 

554.7 

554.7 

668 

6 

665.8 

665.4 

664.8 

664.8 

665.4 

665.7 

664.9 

442.9 

443.0 

560.1 

559.5 

559.1 

560.2 

870 

7 

683.9 

682.1 

683.2 

683.2 

684.0 

683.8 

683.2 

560.1 

560.0 

865.1 

864.5 

864.6 

865.1 

936 

8 








865.2 

865.5 





1018 


1.4 IOP INSTRUMENTS 

Within the CoASTS measurement campaigns, IOP pro- 
files were simultaneously taken for the beam attenuation 
c(z, A), absorption a(z, A), and backscattering h(z, A) co- 
efficients. The IOP instruments were deployed on the WiS- 
PER frame and lowered at a speed of 0.1 ms" 1 . In addi- 
tion to IOP profiles, water samples were collected at dis- 
crete depths Zd for additional laboratory analyses. Specifi- 
cally, spectrometric analysis was made on particulate mat- 
ter to determine the absorption coefficients of pigmented 
^p/i(^d,A) and nonpigmented a^ p (zd, A) particles, and on 
0.22 pm filtered seawater to determine the absorption co- 
efficient a ys (zd, A) of CDOM. 

1.4.1 AC-9 

The profiles of c(z,A) and a(z,A) were obtained from 
measurements taken at 412, 440, 488, 510, 555, 630, 650, 
676, and 715 nm with a 25 cm path length AC-9 manufac- 
tured by Western Environmental Technology Laboratories 
(WETLabs), Inc. (Philomath, Oregon). The instrument 
is a system composed of two flow tubes (a beam reflec- 
tive tube for absorption measurements and a nonreflective 
tube for beam attenuation measurements) located between 
the light source unit (including a lamp and a filter wheel 
with nine spectral filters) plus a detector and acquisition 
unit (composed of a beam diffuser-receiver for absorption 
measurements and a beam collimated-receiver for beam 
attenuation measurements). 

A Sea-Bird Electronics (Bellevue, Washington) 5T sub- 
mersible pump provides a constant flow of water within 
the tubes. The AC-9 data logging was made using the 
WETView software (version 5.0A) provided by WETLabs. 
The AC-9 absolute calibration was carried out on site at 


the beginning of each measurement campaign using Milli- 
Qf water, in agreement with the recommended practice 
(WETLabs 2002). 

1.4*2 HYDROSCAT-6 

Profiles of h(z, A) were obtained at 442, 488, 510, 555, 
620, and 670 nm with a HYDROSCAT-6 manufactured 
by Hydro-Optics, Biology, and Instrumentation (HOBI) 
Laboratories, Inc. (Tucson, Arizona). The instrument in- 
tegrates six modulated light sources coupled to detectors 
measuring the backscattered light of the source at an angle 
of 140°. The different modulation of the light sources en- 
sures that the receivers only detect the backscattered light 
at the specific related wavelength. 

The HYDROSCAT-6 data were logged and processed 
using the HydroScat software (version 1.0) provided by 
HOBI Laboratories. The HYDROSCAT- 6 calibration was 
checked twice a year by the JRC following the procedures 
recommended by HOBI Labs. (Maffione and Dana 1997). 

1.4.3 Lambda-19 and Lambda-12 

The determination of the spectral absorption coeffi- 
cients a p h{zd, A), adp(zd, A), and a ys (zd, A) for water sam- 
ples taken at discrete depths, was made using Perkin Elmer 
Lambda-19 and Lambda-12 dual beam spectrometers. The 
Lambda-19, which is used to determine both a p h(zd, A) and 
Q>dp(zd, A), is equipped with a 60mm diameter barium sul- 
fate integrating sphere. The Lambda- 12, which is used to 
determine a ys (zd, A), is suitable for absorbance measure- 
ments using 10 cm cuvettes. Both systems can cover an 
extended spectral interval ranging from the ultraviolet to 


f Milli-Q is a trademark of the Millipore Corporation (Bedford, 
Massachusetts) . 
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the near-infrared. The spectrometers were operated with 
the UV WinLab software (version 2.80.03). 

1.5 BIOGEOCHEMICAL ANALYSIS 

Relevant biogeochemical seawater components, such as 
the concentrations of phytoplankton pigments Cpig and of 
total suspended matter, Ctsm, were determined for each 
measurement station from the water samples analysis. 

1.5.1 HPLC System 

The phytoplankton pigment concentration Cpjg was de- 
termined using an Agilentf 1100 series HPLC system com- 
posed of a reverse phase Cxg column (with a Cjs guard 
column), an autosampler (with thermostat), a diode ar- 
ray detector (DAD), a fluorescence detector, and a three- 
solvent gradient. The system was operated with the Agi- 
lent Chemstation software (revision A.09.01). 

1.5.2 Electrobalance 

The concentration of TSM was measured by weighing 
the deposit on Millipore glass fiber filters (GF/F) with 
0.7 |im average pore size, by using an electrobalance with 
an accuracy greater than 0.1 mg. 

1.6 ATMOSPHERIC INSTRUMENTS 

The atmospheric optical measurements collected dur- 
ing the CoASTS campaigns were a) the direct solar irra- 
diance, E( A); b) the diffuse sky radiance, Li(0, 0, A), at 
solar zenith angle 6 and azimuth angle 0; and the total 
and diffuse solar irradiances, Ed(0 + ,A) and Ei( 0 + ,A), re- 
spectively. 

1.6.1 CE-318 Sun Photometer 

The direct solar irradiance and the sky radiance in a 
wide range of angles in the almucantar and in the sun 
planes were both measured with a CE-318 automatic sun 
photometer. The instrument is composed of a) a sensor in- 
stalled in an alto-azimuthal platform, b) a programmable 


t Formerly the Hewlett-Packard Analytical Division. 


unit controlling measurement sequences plus data logging, 
and c) a data transmission unit based on the Meteoro- 
logical Satellite (METEOSAT) Data Collection Platform 
(DCP) system. The optical part of the CE-318 is com- 
posed of two collimators with 1.2° FAFOV, one used for 
Li(8 , 0, A) and the other used for both E{ A) and Li(0 , 0, A) 
in the sun aureole, plus a filter wheel with seven filters in 
the 412-1,020 nm spectral range. 

1.6.2 Shadow Band 

The Ed( 0 + ,A) measurements were collected using an 
OCI-200 radiometer. The Ei( 0 + , A) irradiances were mea- 
sured with the same radiometer by shading the direct sun 
irradiance component. The shading was obtained using a 
rotating shadow band attachment manufactured by Sat- 
lantic (Hooker and Lazin 2000). This device was remotely 
operated at the end of each measurement station, to shade 
the irradiance collectors through an automated arc-shaped 
shadow band moving above the radiometer. 

1.7 ANCILLARY INSTRUMENTS 

Additional instruments used within the CoASTS cam- 
paigns are a CTD for the characterization of seawater salin- 
ity S a (z) and temperature T s (z ), and meteorological in- 
struments. 

1.7.1 CTD 

Salinity and temperature profiles were produced us- 
ing an OS-401 manufactured by IDRONAUT (Brugherio, 
Italy). The data logging was made using the OS-401 soft- 
ware (version 1.0) provided by the manufacturer. 

1.7.2 Meteorological Instruments 

The meteorological instruments, which are permanently 
mounted on the uppermost deck of the AAOT, were manu- 
factured by SIAP{ (Bologna, Italy) and were used to mea- 
sure the wind speed and direction, atmospheric pressure, 
air temperature, and relative humidity. 


X Societa Itcdiana Apparecchi di Precisions. 
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Chapter 2 


The Horizontal Deployment System (HDS) 

Dirk van der Linde 
JRC/IES /Inland and Marine Waters Unit 
Ispra, Italy 

Abstract 

The HDS was primarily designed to support investigations for determining tower perturbations in above-water 
radiometric measurements. The system consists of a tubular horizontal mast sliding within rigidly mounted 
support frames. The mast is 21 m long and is composed of eight aluminum trusses plus a specially designed 
terminal end for affixing an instrument package. Each support frame encloses the mast with eight rollers with 
stainless steel bearings and permits the mast to be moved by a single operator. The HDS has the capability 
of carrying an instrument package weighing approximately 10 kg, and to deploy it up to as much as 12 m away 
from the main tower superstructure with a vertical deflection of the mast less than 1% (i.e., less than a 10 cm 
drop in the vertical for a 10m extension in the horizontal). 


2.1 INTRODUCTION 

The determination of tower perturbations on above- 
water radiometric data, requires an analysis of superstruc- 
ture effects as a function of the displacement distance be- 
tween the platform and the area on the sea surface ob- 
served by the radiometer (the so-called surface spot ) . Be- 
cause the measurement method requires a specific geome- 
try between the radiometers and the sun, the displacement 
distance is a function of the sun zenith angle, the sensor 
viewing angle, the relative sun-sensor azimuth angle, and 
the deployment height and distance of the above- water ra- 
diometer. 

To ensure an extensive analysis of the AAOT perturba- 
tion effects on above-water radiometric measurements, an 
extensible system was designed to position an instrument 
package weighing approximately 10 kg up to 12 m from the 
main tower superstructure (van der Linde 2003). The sys- 
tem was designed to provide an easy and quick reposi- 
tioning of the sensor package at predefined distances from 
the superstructure, with a vertical flexion of the horizontal 
mast of less than 1% (i.e., less than a 10 cm deflection in 
the vertical direction for a 10 m extension in the horizon- 
tal). 

2.2 DESCRIPTION 

The HDS is composed of a horizontal mast made of 
eight truss sections and five support frames (Fig. 8). The 
mast can be moved in the horizontal direction by sliding it 
over a set of rollers mounted along the inner housing of the 
support frames. The eight interconnected truss sections, 


plus a special 1 m long terminal element, yields an overall 
length of 21m. The terminal end was designed to hold 
the above- water instrument package (Fig. 2 inset). The 
shape and size of the terminal element ensures a minimum 
perturbation to the radiometers installed on the mounting 
arm. The complete horizontal mast was treated with a 
primer, and then painted flat black. 

The aluminum truss sections (Fig. 9) were manufac- 
tured by Trabes (type Professional 30, model quadrof), 
and are 2.5 m long, with a main tube thickness of 50x2 mm 
and a diagonal tube thickness of 20x2 mm. The trusses 
are made of 6082 T-6 aluminum for which the technical 
characteristics are outlined in Deutsche Industrie-NormenX 
(DIN) 1748. 

The interconnecting elements of the mast sections are 
welded to the four main tubes of each mast. The sections 
are connected to each other through a special coupler sys- 
tem. As shown in Fig. 9, the terminals of the main tubes 
of each section have an aluminum insert (C) that is pressed 
into the tube and then crimped to keep it in place. Solid 
aluminum double conical couplers (D) are set into the in- 
serts of the mast sections and blocked by conical pins (E), 
which are hammered into place and secured with spring 
clasps. 

The mast support frames (Fig. 10) were designed to 
hold a total weight of 150 kg and provide an easy manual 

f Commercialized by MG S.r.l. (Roncadello, Italy). 

X The German industry standards, which are a set of standards 
for industrial products established by the Deutscher Norme- 
nausschuss , a German organization for the establishment and 
registration of standards in all branches of industry. 
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Fig. 8. The HDS installed on the top-most deck of the AAOT shown schematically as a side view (top 
drawing) and a top view (bottom drawing). The terminal end for mounting the microS AS radiometer system 
is shown in magnified detail for each view. The five support frames are affixed to the side railing of the 
platform. The mast can be extended 1-12 m over the side of the tower (with respect to the first mast support 
frame). Although arbitrary distances are possible, the mast was marked in integer reference distances of 
0 , 1 , 2 , . . . , 12 m to provide a simple and accurate repositioning capability. 



Fig. 9. A cross section (A) and side-view schematic of a tubular aluminum truss section (B) along with 
the components used to join the sections together to form the movable mast (Fig. 8). The ends of the main 
tubes of each section have an aluminum insert (C) that is pressed into the tube and crimped into place. Solid 
aluminum double conical couplers (D) are set into the inserts of the mast section and blocked by conical pins 
(E), which are hammered into place and secured with spring clasps (not shown here). 
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sliding of the horizontal mast, so it could be manipulated 
for a single operator. Each support frame encloses the 
mast with eight poliammide (82 mm x 60 mm) rollers with 
stainless steel bearings. The rollers are set in rigid square 
supports made out of IPE100 steel (DIN 1025). The dis- 
tance from the rollers to the mast section is adjustable. 
The supports are made of steel (Fe 3608 UNI 7070), treated 
with a primer and painted flat black. Each support frame 
is supported by two adjustable feet 250mm high, which 
are bolted to the deck. The whole system is connected, 
on one side, to the AAOT railing through 50 mm diame- 
ter (angle- adjustable) scaffolding clamps. Prior to the fi- 
nal tightening of the scaffolding clamps, the mast support 
frames were leveled and aligned to avoid any strain to the 
horizontal mast during use. 



Fig. 10. A schematic of the horizontal mast sup- 
port frame. The eight rollers support the mast as 
it is slid horizontally through the support frame. 

The flexion, F t , of the mast at the mounting point of 
the instrument package is a function of the distance, A, 
between the instrument mounting point and the nearest 
support frame. Mast deflections with respect to the hor- 
izontal level are caused by the weight of the instrument 
package plus that of the mast itself. Values of F t as a 
function of the displacement distance, A> of the mast are 
given in Table 3 for the maximum load, L^, applicable at 
the instrument mounting point (the terminal end of the 
mast). 


Table 3. Flexion values F t of the mast for a load 
Ld at distance A- 


Di [m] 

Ld [kg] 

F t [cm] 

1 

1,663 

0.4 

2 

831 

1.7 

3 

554 

3.8 

4 

416 

6.8 

5 

300 

9.7 

6 

171 

10.0 

7 

100 

10.0 

8 

59 

10.0 

9 

21 

10.0 

10 

15 

10.0 


Because the whole system was assembled together, dis- 
tance markers were placed on the horizontal mast for a 
quick determination of its relative position with respect to 
the tower. A special mark was set at 12 m to remind the 
operator as to the maximum safe extension of the mast. 
At the other extreme of the mast, a scaffolding clamp was 
placed to prevent an accidental extension of the mast be- 
yond the 12 m mark. 

During each positioning sequence, the power and telem- 
etry cables from the microSAS sensors needed to be man- 
ually fed onto, or retrieved from, the mast structure as 
the mast was extended or recovered, respectively. In prac- 
tice, this did not prevent a rapid positioning of the mast, 
because the operator could move the mast with one hand 
while using the other to feed or store the cables. 

2.3 SUMMARY 

The HDS is one of the deployment systems designed 
for the AAOT to support recurring activities for the devel- 
opment and validation of ocean color products as well as 
specialized field experiments, like the tower-perturbation 
measurements. Its major feature is to ensure the deploy- 
ment of a sensor package of approximately 10 kg up to a 
distance of 12 m from the main AAOT superstructure us- 
ing a tubular horizontal mast sliding within fixed support 
frames. 


14 




S. Hooker, G. Zibordi, J-F. Berthon, D. D’Alimonte, D. van der Linde, and J. Brown 


Chapter 3 


In Situ Methods 
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Abstract 

The in situ methods used during the tower-shading campaigns were a direct consequence of making above- and 
in- water measurements of the radiance field within the coastal ocean environment. The in- water measurements 
were intended as a reference or ground truth, because previous campaigns had established a methodology for 
correcting the in-water data for tower perturbation effects. Much of the above-water experiments, however, were 
by definition degraded — they were specifically designed to capture the perturbation of the tower in the surface 
radiance field. The spatial complexity (primarily vertically for the duration of the experiments considered here) 
of the coastal ocean makes the interpretation of optical profiles alone very difficult, so a variety of supporting 
measurements and methods were used to produce a thorough description of the vertical properties of the water 
column. 


3.1 INTRODUCTION 

The in situ methods considered here are those directly 
or indirectly used for investigating above-water tower per- 
turbations in the coastal ocean. The distinction between 
primary and secondary measurements is made, because a 
full understanding of the variance in the data frequently 
requires ancillary data not used in the principal analytical 
variables. One of the advantages of executing the tower- 
perturbation campaigns at the AAOT was the immediate 
access to a comprehensive set of environmental data prod- 
ucts without the need for adding additional instruments or 
personnel. 

3.2 AOP METHODS 

The design and use of the AOP instruments are in- 
exorably tied to the basic equations relating the upward 
radiance field below the surface with that exiting the sur- 
face, the angular bidirectional dependency of these fields, 
and the transformation of radiance or irradiance into re- 
flectance. The full set of these equations are detailed in 


f Currently with Universite du Littoral Cote d’Opale (ULCO) 
Maison de la Recherche en Environnement Naturel (MREN), 
Wimereux, France. 


Morel and Gentili (1996) and in Mobley (1999) as well as 
the most recent version of the protocols for above- and in- 
water radiometry (Mueller and Morel 2002), so only brief 
summaries are considered here. 

The spectral radiance emerging immediately above the 
ocean (at a depth denoted z = 0 + ), the so-called water- 
leaving radiance , for a given solid angle of the detector, 
ftp OVi is a function of the azimuthal and zenith viewing 
angles of the instrument with respect to the azimuthal and 
zenith angle of the sun. For brevity, the explicit presenta- 
tion of Opov and the angular geometries is not repeated 
hereafter except where needed to clarify specific details of 
the methods involved. 

The illumination conditions above the sea surface de- 
pend on a direct component from the sun and a diffuse 
component from the sky. In addition to the sun position 
in a cloudless sky, the aerosol nature and optical thickness 
determine the radiant field above the ocean, and then sub- 
sequently the upward radiance field inside the ocean. In 
the case of partly cloudy skies, the radiant field is more 
complex, because it depends on the cloud type and distri- 
bution. For the above- and in-water methods considered 
in this study, the above-surface illumination is expressed 
in a simplified way by only considering the solar zenith an- 
gle (and the measurements are made during predominantly 
clear-sky conditions). 
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3.2,1 In- Water Methods 

At a depth 2 within the water, the upwelled radiance 
measured by a nadir-viewing sensor is denoted L u (z, A), 
where the dependence on the illumination conditions pre- 
vailing above the sea surface is omitted for brevity. At 
a null depth, denoted 2 = 0' by convention, the water- 
leaving radiance, Lw, is related to the upwelled nadir 
radiance by the (upward) radiance transmittance, To (A) 
through the air-sea interface: 

L w ( 0 + ,A) = T„(A)L u (0-,A), (1) 

where To = [l — p(A)]n“ 2 (A), n is the refractive index of 
seawater, and p is the (upward) Fresnel reflectance coeffi- 
cient (Austin 1974). For the wavelengths considered here, 
n and p are essentially constant and the wavelength de- 
pendence is no longer repeated. 

When using an in-water method, a vertical profile of 
L u within the upper layer is usually determined with a 
radiometer pointed at nadir. By using the diffuse atten- 
uation coefficient associated with the upwelled radiance, 
(Kl), the L u ( 0“,A) value at null depth is derived by ex- 
trapolating the profile toward the interface. This radiance 
is then propagated through the interface using (1), with To 
given a constant value (because n and p are now assumed 
constant) of T 0 = 0.544, which has a nearly constant value 
regardless of the sea state (Austin 1974 and Mobley 1999). 
Defining now that all Lw values are at z = 0 + , and that 
the water-leaving radiance from an in-water measurement 
is represented by Lw, 

L w ( A) - 0.544 L u (O', A). (2) 


Finally, it is worth recalling that the so-called normal- 
ized water-leaving radiance (Gordon and Clark 1981) is de- 
fined as the hypothetical water-leaving radiance that would 
be measured if the sun was at the zenith, and in the ab- 
sence of any atmospheric loss: 

[Lw( A)] n = Fo(A)JUA), (6) 

where Fo(A) is the spectral value of the extraterrestrial 
solar flux (Neckel and Labs 1984) when the Earth is at its 
mean distance from the sun. 

The formulations in (2)-(6) dictate the sensors needed 
to derive the water-leaving radiance and the normalized 
forms thereof. Traditionally, this has been accomplished 
with integrated optical systems deployed using a winch and 
crane. The problem with such an approach is it is difficult 
to get the optical instrumentation far enough away from 
the sampling platform to ensure the data are not contam- 
inated by perturbations (shading, reflections, etc.) asso- 
ciated with the platform. In addition, integrated systems 
are not easily serviced in the field if problems arise — spare 
components are not easily swapped for malfunctioning ones 
without compromising the calibration of the light sensors. 

3.2.2 Above- Water Methods 

When using an above-water method, the total radiance 
above the sea surface, Lj, measured at a nadir angle i? and 
an azimuthal angle ft with respect to the solar azimuth 
(ft) includes the wanted water-leaving radiance (1), and a 
contamination term, A L originating from light reflected 
onto the sea surface and then into the field of view (FOV) 
of the sea-viewing sensor, 


The upward radiance is related to the upward irradi- 
ance, E u , at the same depth (at 0*, for example), through 

< 3 > 

where the bidirectional Q function is expressed in stera r 
dians (it would be exactly equal to ir if the L u field was 
isotropic). By introducing the irradiance reflectance, de- 
noted U, E u can be expressed as a function of the down- 
ward irradiance, Ed, just beneath the surface through 

F u (0-,A) = R(\)E d (0~y\). (4) 

The remote sensing reflectance, F rs , is defined as the 
ratio of the water-leaving radiance originating from nadir 
to the downward irradiance above the surface, E d ( 0 + , A): 


RrsW 


Lw( A) 

E d (0\\y 


(5) 


L t ( 0 + ,A,4/,i?) = L w ( 0 + ,A,<M) + AT, (7) 

where, again, the solar geometry is omitted for brevity. Ac- 
cording to the latest version of the SeaWiFS Ocean Optics 
Protocols (Mueller et al. 2002) and simulations by Mob- 
ley (1999), 1? is usually chosen between 20-50° (here 40°), 
and ft is generally between 90-135°, away from the solar 
azimuth (here either 90° or 135°). 

The water-leaving radiance in (7) can only be obtained 
by correctly removing the contamination term, AL, which 
is composed primarily (in clear-sky conditions) of sun and 
sky glint. There are several techniques for removing sky 
glint (e.g., Morel 1980, Carder and Steward 1985, and 
Lazin 1998) The method considered here is the so-called 
modified Fresnel reflectance glint correction as presented 
in the version 1 revision of the SeaWiFS Ocean Optics Pro- 
tocols (Mueller and Austin 1995), hereafter referred to as 
S95. In this formulation 

AL = P Li( A,M',n (8) 


so it can be easily derived from an in- water radiance mea- 
surement. 


where i?' is the zenith angle equivalent of the 1? nadir angle 
(i?' = I8O — 1?). The reflectance factor p would be the 
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Fresnel reflectance averaged over the FOV of the detector 
if the interface was level. This is usually not the case, so 
p depends on the solar geometry ( 0 , <j>) and the capillary 
wave slopes, and, thus, on wind speed, W (Austin 1974 and 
Mobley 1999). It is worth noting an extraneous source of 
reflected light (e.g., from the measurement platform) is, by 
definition, assumed negligible when using the S95 method. 

The original S95 specifications recommended a pointing 
angle = 20° from nadir (Mueller and Austin 1995). Ra- 
diative transfer simulations above a wave-roughened sur- 
face from Mobley (1999) showed a superior angle was 40°, 
and that a preferred azimuth angle was 135°. With these 
viewing angles, the reflectance factor p amounts to 0.028 
for W < 5ms" 1 , and increases up to about 0.04 when 
W = 15 ms" 1 . The S95 method used a constant p — 0.028 
value and, thus, was only valid at low wind speeds. 

Sun glint can be minimized by pointing the radiometer 
at least 90° away from the solar azimuth, and then aggres- 
sive filtering can be used to remove any remaining glint in 
the data. Hooker et al. (2002a) demonstrated that if the 
radiometrically lowest (darkest) 5% of the data, based on 
the reddest band are kept, the best statistical agreement 
and flexibility is achieved. Application of this new filter is 
referred to hereafter as the SOI method. 

3.3 IOP METHODS 

Within the CoASTS measurement activities, the char- 
acterization of seawater IOPs was focused on the determi- 
nation of <2(2, A), c(z, A), and b b (z , A) profiles through com- 
mercially available instruments. In addition, a p h(zd, A), 
adpizd, A), and a ys (zd , A) were separately determined from 
discrete water samples taken at fixed depths Zd (i.e., sur- 
face, 8m and 14m depth). 


of the absorption tube surface prevents the detector from 
collecting all the scattered light, which induces an overesti- 
mate of the retrieved absorption coefficient. In the specific 
case of the CoASTS campaigns, these perturbation effects 
were removed using the method proposed by Zaneveld et 
al. (1994). 

The Zaneveld et al. (1994) method is based on the 
removal of a variable percentage of the scattering coeffi- 
cient estimated as the difference between cf* w (z, A) and 
dfj w (z, A). The method assumes the absorption coefficient 
of particulate and dissolved material is zero at a reference 
wavelength, A 0 = 715 nm, and the shape of the volume 
scattering function is independent of wavelength, which 
means 


a(z,X) = df_ T Jz,X) + aj A) - (10) 


where a w (A) is the absorption of pure water taken from 
Pope and Fry (1997) and 


&fl w ( z f A 0 ) = d?J w (z,A 0 ) 


ef- r J^A)-af^(z,A) 
c?5jz,A 0 ) -dfJj2,A 0 )* 


( 11 ) 


3.3.2 Backscattering 

The determination of b b (z, A) with the HYDROSCAT-6 
instrument is based on the assumption that it is corre- 
lated with backscattering measurements at 140°, where 
the shape of the volume scattering phase function has the 
least variability. A comprehensive description of the mea- 
surement principles and calibration requirements for the 
HYDROSCAT-6, are given in Maflione and Dana (1997). 


3.3.3 Particulate Matter Absorption 


3.3.1 Beam Attenuation and Absorption 

The coefficients c(z, A) and a(z, A) were computed from 
calibrated beam attenuation and absorption coefficients, 
c t _ w (z, A) and a t „ w (z, A), respectively, obtained from the 
AC-9 measurements for suspended and dissolved optical 
components (not including the contribution of pure seawa- 
ter). The calibrated coefficients were corrected for salinity 
and temperature differences between the in situ seawater 
and the pure water used for laboratory calibration, using 
the CTD profile data (WETLabs 2002). 

The measured beam attenuation coefficients corrected 
for salinity and temperature effects do not require any fur- 
ther processing, that is, 

c( 2 , A) = H£ w (z t A) + c„(A), (9) 

where the ST superscript denotes the salinity and temper- 
ature correction, and c w ( A) is the beam attenuation coef- 
ficient for pure water. 

The calibrated absorption coefficients need to be fur- 
ther corrected for scattering effects, because the finite ac- 
ceptance angle of the optics and the incomplete reflectivity 


The determination of the particulate matter absorp- 
tion coefficients is made through spectrometric techniques 
applied to the deposit (by filtration) of particles on glass 
fiber filters with a nominal pore size of 0.7 pm. The to- 
tal absorption coefficient, a p (A), of the equivalent particle 
suspension in the 400-750 nm spectral range (with 1 nm 
resolution) was computed according to 

a P ( A) = 2.3 J 4 gus (A) (12) 

where V w is the volume of filtered water (in units of cubic 
meters), F a is the filter clearance area (in units of square 
meters), and A SUS (A) is the equivalent particle suspension 
absorbance obtained from the transmission and reflection 
method proposed by Tassan and Ferrari (1995), which has 
been shown to be appropriate for the analysis of water sam- 
ples characterized by highly backscattering mineral parti- 
cles or by highly absorbing sediments. 

The two components a p h( A) and a<*p(A) of the partic- 
ulate absorption coefficient for the pigmented and non- 
pigmented fractions, respectively, were obtained through 
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bleaching of the sample on the filter using a solution of 
sodium hypochlorite (NaCIO) as an oxidizing agent (Fer- 
rari and Tassan 1999). This oxidation acts rapidly on pig- 
ment molecules and slowly on detritus, thereby permitting 
a selective analysis of the absorption components of non- 
pigmented particles retained on the filter. 

3.3.4 CDOM Absorption 

The coefficient a ys ( A) was obtained through spectro- 
metric analysis of seawater filtered on 0.22 |xm cellulose fil- 
ters. The analysis was performed by placing a 10 cm quartz 
cuvette containing Milli-Q water in the optical path of the 
reference beam, and a 10 cm quartz cuvette containing the 
filtered seawater sample in the optical path of the sam- 
ple beam. The spectral absorption coefficient a ys ( A) was 
computed from the measured absorbance A y3 (A) resulting 
from the difference between the sample absorbance and the 
reference absorbance (Ferrari et al. 1996), from 

a ys (A) = 2.3 —^1—1, (13) 

where L c is the path length of the cuvette (in units of 
meters). The instrument background was removed using 
measurements performed with Milli-Q water in both the 
sample and the reference cuvettes. 

3.4 BIOGEOCHEMICAL METHODS 


The method does not permit the separation of divinyl chlo- 
rophyll a and of divinyl chlorophyll b from chlorophyll a and 
chlorophyll fe, respectively. It was mostly used for Adriatic 
Sea waters, however, and because prochlorophytes are not 
found in coastal areas, its validity is not diminished. Fil- 
ter disruption is accomplished mechanically using a motor- 
ized grinder. The pigments are extracted within a 100% 
acetone solution including an internal standard ( trans-/3 - 
apo-8'-carotenal). The method provides measurements of 
the main pigment concentrations with a detection limit 
of approximately IngL -1 . The standard pigments and 
their extinction coefficients, used for the system calibra- 
tion, were provided by the DHI Water and Environment 
Institute (Hpsholm, Denmark). 

3.4.2 TSM 

The concentration of total suspended matter, Ctsm> 
was obtained from the net weight of the material collected 
on GF/F filters following a slightly modified version of the 
method proposed by Strickland and Parsons (1972). Sea- 
water samples were filtered through prewashed, preashed, 
and preweighed filters. After filtration, the filter (filtra- 
tion area and border) was washed with distilled water and 
stored at -18°C. Before final weighing, the filters were 
dried at 75° C for 1 h, and then temporarily stored in a 
desiccator. The value of Ctsm (in units of grams per liter) 
was calculated from 


Biogeochemical methods were restricted to the deter- 
mination of pigments and total suspended matter concen- 
trations on water samples taken at discrete depths. The 
pigments were determined using an HPLC method which 
quantitated the following pigments: 

• Alloxanthin, 

• Chlorophyll a, 

• Chlorophyll 6, 

• Chlorophyll ci + c 2 , - 

• Chlorophyllide a, 

• Diadinoxanthin, 

• Diatoxanthin, 

• Fucoxanthin, 

• Zeaxanthin, 

• 19'-butanoyloxyfucoxanthin, 

• 19'-hexanoyloxyfucoxanthin, and 

• /3/?-carotene. 

3.4.1 Pigment Concentration 

The applied HPLC method (Hooker et al. 2000b) fol- 
lows the Joint Global Ocean Flux Study (JGOFS) core 
measurements protocols (JGOFS 1994) and is a modified 
version of the method presented by Wright et al. (1991). 


Ctsm 


W s - W f - w b 
V w 


(14) 


where Wf is the weight of the filter before filtration, W s 
is the weight of the sample filter after filtration, V w is the 
volume of the filtered water, and w b is a correction term 
introduced to account for changes in the weight of the filter 
sample because of changes caused by environmental con- 
ditions and handling in between the two weighing steps. 


3.5 ATMOSPHERIC METHODS 

The atmospheric measurements were acquired to char- 
acterize the optics of the atmosphere during the execution 
of station measurements. Specifically, they were focused 
on determining the aerosol optical thickness and the ratio 
of the diffuse- to-direct solar irradiance. The latter has rele- 
vance for the removal of instrument self-shading effects and 
tower-shading perturbations (in the specific case of WiS- 
PER data) for in- water optical measurements (Zibordi et 
al. 2002a). 


3.5.1 Aerosol Optical Thickness 

The aerosol optical thickness, t q (A), was determined 
from £(A) taken at air mass m in the range 440-1,020 nm 
(Holben et al. 1998). Assuming no water vapor absorption, 
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E( A) is related to the atmospheric optical thickness, r, 
through 

E{\) = Eo{\)De~ TWm , (15) 

where Eq(\) is the extra-atmospheric irradiance, D is the 
sun-Earth distance correction factor, and r(A) = r R ( A) + 
7;(A) 4- 7;(A), i.e., the sum of the Rayleigh, ozone, and 
aerosol optical thicknesses, respectively). 

3,5.2 Diffuse-to-Direct Irradiance Ratio 

The diffuse-to-direct irradiance ratio, r d (A) was com- 
puted from Ed{ 0 + , A) and #i(0 + , A) according to 


3.6 ANCILLARY METHODS 

Meteorological and CTD data, along with generic ob- 
servations (like sea state and cloud cover), complete the list 
of measurements taken during the CoASTS measurement 
stations. 

3.6.1 Hydrographic Data 

The salinity and temperature data were produced from 
CTD profiles taken during each station with the objective 
of characterizing the seawater and providing data for the 
AC-9 temperature and salinity corrections. 


0+,A) 

; Ed(0+, X) - Ei(0*, A) 


(16) 


The ^t(0 + , A) data were collected by occulting the Ed( 0 + , A) 
sensor (Figs. 3 and 4). Although the Ed( 0 + , A) sensor was 
calibrated to ensure accurate normalization of the in- water 


3.6.2 Meteorological Data 

For each CoASTS measurement station, the major me- 
teorological quantities were recorded including atmospheric 
pressure, relative humidity, air temperature, wind speed, 
and wind direction. In addition, the Secchi depth was 


optical data, the computation of r<(A) derived from the recorded together with the sea state, as defined by the 
same instrument does not require an absolute radiometric World Meteorological Organization (WMO) code (WMO 
calibration. 1983), and the cloud coverage (in quarters). 
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Abstract 

New versions of the data processing methods were created to accommodate a) the incorporation of an automated 
system for determining the ratio of diffuse-to-direct solar irradiance, and b) the correction for bidirectional effects 
in the above-water (sea^ viewing) measurements. The former required a more sophisticated correction to the 
occulted solar reference data, and the latter required a more complete formulation of the above-water method. 
Neither advancement altered the type of data collected or the basic data collection methodology. 


4.1 INTRODUCTION 

The primary advances in data processing during the 
time period covered by the tower-perturbation campaigns 
were a consequence of a) replacing the manual occulting of 
the global solar irradiance with an automated capability (a 
variant of SeaSHADE), and b) including a more complete 
correction for bidirectional effects in the above-water (sea^ 
viewing) measurements. 

4.2 THE IRRADIANCE RATIO 

Estimating the magnitude of perturbations in underwar 
ter optical measurements from instrument self-shading and 
large deployment structures (ships and towers) requires in- 
formation on the sky radiance distribution. The compu- 
tation of sky radiance requires an accurate knowledge of 
atmospheric optical parameters (i.e., the scattering phase 
function and optical thickness) and the use of exact radia r 
tive transfer codes. Computations for cloudy conditions, 
however, may be affected by large uncertainties. Because 
of this, operational correction schemes for the removal of 
self-shading and platform perturbations were proposed by 
parameterizing the effects of sky radiance distribution with 
the diffuse-to-direct downward irradiance ratio r d ( A) (Gor- 
don and Ding 1992 and Doyle and Zibordi 2002). 


The determination of r d (A) is possible using irradiance 
sensors by collecting the total £d(0 + ,A) and the diffuse 
Ei( 0 + ,A) downward irradiance. In most cases, E<( 0 + ,A) 
measurements are acquired by shading the direct sun irra- 
diance component with an occulter (usually a wand-shaped 
device resembling a lollipop) manually placed at some dis- 
tance from the collector(s) of the radiometer such that the 
shadow from the occulter completely shades the diffuser (s). 

The difficulty with manually occulting solar references 
is the sensors are frequently placed in difficult access locar 
tions on many ships, so data collection is usually not con- 
venient and in many circumstances hazardous (even with 
a safety harness). An alternative to the manual solar oc- 
culter is provided by radiometers equipped with rotating 
shadow bands autonomously occulting the global (direct 
plus diffuse) sun irradiance (Guzzi et al. 1985 and Harri- 
son et al. 1994). 

Based on an automated occulting principle, SeaSHADE 
was developed to autonomously measure Ei( 0 + , A) with the 
same radiometer used for measuring Ed( 0 + ,A) during the 
collection of in-water optical profiles of Ed(z, A), E u (z, A), 
and L u (z,\) (Hooker and Lazin 2000). The SeaSHADE 
occulting element is a hemispherical band moving at a con- 
stant speed over the top of the irradiance sensor and block- 
ing a portion of the sky with approximately a 7° angle. 
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Fig. 11. A plot of a shadow band data acquisition sequence for four wavelengths. The E d { 0 + ) maximum 
values for the measured solar irradiance for each channel are given by the open squares, the Ei( 0 + ) minimum 
values by the open triangles, and the Eb( 0 + ) band correction values by the open circles. 


In the idle (or home) position, at one terminus of the 
sensor, the band does not shade or perturb the J5d(0 + ,A) 
measurements. During the angular sweep from one side to 
the other, the band progressively occults the sun. When 
the sun is completely occulted Ei{ 0 + ,A) is measured, but 
this measurement includes a perturbation caused by the 
band blocking a portion of the sky radiance field. This 
latter term is denoted, £*>(0 + , A), and must be included in 
reconstructing the true i?i(0 + , A) values: 

^(0 + ,A) = E d ( 0 + ,A) - [E b ( 0 + ,A) - £ m (0 + ,A)], (17) 


corresponding to the minimum of the measured irradiance 
values during the band rotation period [i.e., ^(O^A)] 
and the increment At is experimentally determined. 

The computation of r d (A), being made with a single 
radiometer and based on ratios, does not require an abso- 
lute radiometric calibration. During clear-sky conditions 
at the AAOT site, the r d (A) values typically range within 
0.89 ± 0.41 at 412 nm (Zibordi et al. 2002a), while during 
overcast conditions r d (A) — ► oo. Figure 11 shows the irra- 
diance data collected at the AAOT for a half-cycle rotation 
of the band at 412, 490, 555, and 665 nm. 


where i? m (0 + ,A) is the measured (minimum) irradiance 
when the sun is occulted. 

Different methods were proposed to quantify E b { 0 + , A) 
from the irradiances measured during the rotation of the 
band (Bonzagni et al. 1989). In agreement with Harrison et 
al. (1994), i?5(0 + ,A) can be evaluated from the irradiance 
measurements taken just before and just after the band 
shades the diffuser(s). Based on this principle, a processing 
scheme was developed to determine r d (A) from SeaSHADE 
measurements. The value of r d (A) is computed using 


^(A) 


£40*, A) - [E b (0\X) - E m {0\\)] 
E b {0+,\) - E m ( 0+,A) ’ 


where the numerator is the diffuse sky irradiance and the 
denominator is the direct sun irradiance. 

The value of E b ( 0 + ,A) is taken as the average irradi- 
ance immediately before and after the band shades the dif- 
fuser. The two irradiance values for computing E b ( 0 + ,A) 
are those acquired at the times t 0 ± At , were t 0 is the time 


4.3 EXACT [L w ] n FORMULATION 

Inter comparisons of above- and in- water determinations 
of water- leaving radiances, Lw{ A) and Lw{ A), respectively, 
have been quantified using the relative percent difference 
(RPD). In these studies, Lw{ A) is considered the reference 
value, and the RPD, t/>(A), is computed as 

m = ioo - ; *- w . do) 

Ew{ A) 

Detailed intercomparisons of a variety of methods for de- 
termining water-leaving radiances by Hooker et al. (2002a) 
showed above- water values were recurringly larger — on the 
order of as much as 9% — than in-water determinations. 

Using (7) and (8), the S95 method (and equivalently 
the SOI method) is given as 

L% 5 ( A) = L t ( A) - pLi(A), (20) 

where p is presented as a constant (0.028), and the point- 
ing angles with respect to the sun (<£'), sea (t?), and sky 
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($') have been omitted for brevity. A positive bias in Lw 
values with respect to Lw values can be explained by three 
possibilities: a) an overestimation of Lt, b) an underesti- 
mation of Li , and c) an underestimation of p. 

The Lt and Li measurements are obtained using ra- 
diometers calibrated at the same calibration facility with 
a calibration uncertainty on the order of 2% (Hooker et 
al. 2002b). Furthermore, all the above- and in- water sen- 
sors are frequently inter calibrated to within 1% using a 
portable source or a common calibration process (Hooker 
et al. 2002a), so it is unlikely differences in the absolute 
measurement capabilities of the sensors can explain (ap- 
proximately) a 9% bias. 

The aforementioned aggressive filtering used with the 
SOI method removes elevated signals associated with glint 
spikes in the Lt observations, but these data are acquired 
at a viewing angle that is substantially different than the 
in-water viewing angle. The anisotropy of the radiance 
distribution field is a possible contributor to the bias, and 
has the anticipated effect as a function of the viewing angle, 
that is, as the viewing angle increases away from nadir, Lw 
increases with respect to the nadir value. 

The Li data are acquired using a calibrated radiome- 
ter under predominately clear-sky conditions, which min- 
imizes the possibility nearby clouds would invalidate the 
Li component to the sky glint correction. The contribu- 
tion of p, however, is not correctly modeled as a constant 
and should include a wind speed dependence. As W in- 
creases, p increases, so a more accurate p value will fre- 
quently increase the magnitude of the sky glint correction 
term, which will reduce Lw and, thus, the positive bias. 

The primary improvements in the above- water process- 
ing discussed here are a) a more accurate determination of 
the surface reflectance, p, and b) correcting Lw values for 
bidirectional effects, i.e., accounting for the angular de- 
pendence (anisotropy) of the in-water radiance field. The 
former is addressed here using the Mobley (1999) formula- 
tion for the effect of wind speed (plus the solar and sensor 
viewing geometry) on p to update the SOI method. 

Assuming the unwanted A L term in (7) has been suc- 
cessfully removed with a more accurate surface reflectance 
and platform perturbations are not present, the problem 
considered next is how best to intercompare Lw values 
resulting from simultaneous above- and in- water measure- 
ments. Because the instrument pointing angles for in- 
water measurements are all approximately zero, Q in (3) 
takes a particular value, denoted <2 n (O”,A,0) (for nadir- 
viewing), which still depends on the solar geometry. For 
above-water measurements, the angular parameters are 
imposed by the pointing angles of the sensors with respect 
to the sun, sea, and sky, as well as, the surface effects of 
reflection and refraction. 

When dealing exclusively with Case-1 waters, the func- 
tional dependence of the variables can be simplified, in 
particular, it is (by definition) assumed that the IOPs are 
universally related to the chlorophyll a concentration, C a 


(Morel and Prieur 1977). Using this assumption and omit- 
ting the wavelength dependence plus the z = 0“ notation 
for Q and Q n (but reintroducing the solar and pointing 
geometry where explicitly useful for clarity), the ratio of 
the above- and in-water Lw quantities is given by (Morel 
and Mueller 2002): 

LwWJ) = WjW) Qn(9,C a ) 

Lw % Q{W,v>c a y K } 

where 0 f is the above- water viewing angle refracted by the 
air-sea interface, the factor 5ft merges all the effects of re- 
flection and refraction (the 5fto term is evaluated at nadir, 
i.e., O' = 0). 

The above-water measurements collected at a partic- 
ular viewing angle (e.g., $ = 40° which corresponds to 
O' = 29°), can be transformed on a case- by-case basis as if 
they were made vertically (at nadir). The simplest trans- 
formation makes use of Q-function look-up tables derived 
from calculations for a clear sky (Morel and Gentili 1996) 
and a constant surface transmission effect, that is, 5ft/5fto 
is a constant. In addition to the O' and A values, the Q- 
factor entries depend on the azimuth difference between 
the viewing and solar planes (<£'), and the chlorophyll a 
concentration. 

The formulation in (21) shows Q corrections are needed 
to not only intercompare above- and in-water water-leaving 
radiances, but also to produce R rs values from Lw ob- 
servations. Combining (5), which is formulated for nadir 
(in-water) radiances (i.e., Lw), and (21) yields 

D _ 3?o Q(0,4>\9',C a ) LwWJ) 

” 9t(9>,W) Q n (0,C a ) E d (0+) • 


Using (6) with (22) yields the relationship between the 
above- and in- water normalized water-leaving radiances: 


[W] N = 


So Q(e,<p\9',C a ) 

W,W) Qn{0,Ca) 


( 23 ) 


The use of (23), but assuming 5ft 0 /5ft is a constant and us- 
ing the Mobley (1999) results for computing the surface re- 
flectance for (8), is referred to hereafter as the Q01 method. 
This normalized quantity (23) still depends on the viewing 
geometry (<£', tf) and, thus, on the bidirectional properties 
of the water body. This dependence is removed through 


[Mn = 


MCg) 

Q 0 (C a ) 


mCg) 1 1 

Qn(0,C a ) 


\L\V ] n * 


(24) 


where / is a function relating the irradiance reflectance 
(4) to the IOPs, and /o and Qo are defined for a zero sun 
zenith ( 0 = 0) plus nadir viewing (O' = 0) for the latter. 

Substituting (23) into (24) provides the transformation 
of the above- water signal into the exact normalized water- 
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leaving radiance: 


r t- -i ex % /o(C'a) 

1 WJn “ 9t(0',W) Q 0 (C a ) 


mCg) 

Q(0,<t>’,O',C a ) 


[Lw (<t>\ i?)] N . 


( 25 ) 


The f/Q correction to the normalized water-leaving 
radiances for above-water measurements is implemented 
using the formulations and look-up tables presented by 
Morel et al. (2002). The latter, when compared to the 
Q01 method, gives a more accurate modeling of the sur- 
face transmission effects— the 3?/3?o ratio has an angular 
and wind speed dependence, which also improves the accu- 
racy of the water-leaving radiances (21) and remote sensing 
reflectances (22). The addition of this refinement to the 
Q01 method is referred to hereafter as the Q02 method. 


Although the bidirectional correction associated with 
the Q02 method is more precise than the Q01 method, 
because of the more accurate surface transmission effects 
in the former, the differences between the two are usu- 
ally small (less than 1%) for the solar geometry, the sensor 
sampling angles, and the environmental conditions encoun- 
tered during the tower-perturbation campaigns. The most 
significant difference between the two is the exact formula- 
tion for the normalized water-leaving radiance in the Q02 
method. 
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Abstract 

The analytical results are organized by separating the above-water radiometric data into near- and far-field 
categories. The former correspond to data for which x < 13 m, and the latter to data for which x > 13 m, 
where x is the perpendicular distance of the surface spot viewed by the sea- vie wing sensor away from the tower. 
The far-field observations confirm uncontaminated above- water data can be collected in the vicinity of a large 
structure as long as the surface spot is as far away from the platform as it is high (in this case about 13 m). The 
near-field data show significant perturbations, as much as 100% above far-field levels, which are substantially 
above any fluctuations that could be attributed to natural environmental variability (in the absence of floating 
material). A separate investigation of both the widespread and the sporadic effects of floating material showed 
perturbations as much as 25% above normal (uncontaminated) levels. 


5.1 INTRODUCTION 

Although in- water measurements have successfully been 
used for deriving water-leaving radiances and are recur- 
ringly used for validating ocean color sensors, above-water 
measurements form an alternative, which remain to be 
similarly exploited. From a measurement perspective, the 
above-water approach is more restrictive, because there 
is presently no reliable mechanism for floating an above- 
water system away from a measurement platform (which 
is easily and effectively accomplished for an in-water sys- 
tem), so all above- water measurements are made in close 
proximity to a large structure. 

Despite any limitations, the above- water approach for 
vicarious calibration remains attractive for a number of 
reasons: 

1. The data can presumably be collected more rapidly, 
and from a vessel underway; 

2. The frequently turbid and strongly absorbing wa- 
ters in shallow Case-2 environments impose severe 
limitations on in-water measurements, because of 
the instrument self-shading effect and the difficulty 
of resolving optically thin layers, particularly those 
close to the surface; and 

3. When collecting an autonomous time series of data, 
the biofouling of in-air sensors is negligible in com- 
parison to in-water sensors. 


It is important to remember that above- water systems can- 
not be deployed in arbitrary locations, because a stable 
and accessible mounting location is needed to ensure the 
required precision for pointing the sensors with respect to 
the sun, the sea surface, and the sky. Note that the acces- 
sibility requirement becomes less important for a robotic 
system, because only limited visits associated with main- 
taining the equipment are required; there is no need for an 
operator to satisfy the pointing requirements, because this 
is provided automatically. 

Recent studies have carefully intercompared both meth- 
odological approaches (Hooker et al. 2002a and Hooker 
and Morel 2003) and provided recommendations for im- 
proving above-water techniques. Many of the latter have 
either been incorporated into the Q01 and Q02 methods 
used here (e.g., using an aggressive glint filter, calculating 
and using a more precise surface reflectance that is wind- 
speed dependent, and correcting for bidirectional effects) 
or are part of the objectives associated with this study 
(e.g., quantifying and avoiding the effects of platform per- 
turbations). 

5.2 FAR-FIELD EFFECTS 

The analytical results are organized by separating the 
data into near- and far-field categories. The former corre- 
spond to data for which x < 13 m and the latter to data 
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for which x > 13 m (remembering that x is the perpendic- 
ular distance of the surface spot viewed by the sea- viewing 
sensor away from the tower). These a priori classification 
thresholds are based primarily on the Hooker and Morel 
(2003) study of ship perturbations on above- water radiom- 
etry, which proposed a general rule that platform perturba- 
tions (on a ship with a large superstructure) are avoidable 
if the sea- viewing sensor views a spot on the ocean that is 
approximately as far away as the platform is high. 

The central variable for ocean color investigations, par- 
ticularly calibration and validation activities associated 
with remote sensors like SeaWiFS, is the water-leaving ra- 
diance, so the distribution of this variable as a function 
of x is a natural starting point for investigating tower- 
perturbation effects. Figure 12 presents L^ )1 (A) for three 
far-field experiments from the first tower-perturbation cam- 
paign, which show significant gradients as a function of x. 
Not all the gradients in Fig. 12 are in keeping with the ex- 
pected effects of platform reflections, which should produce 
an increase in Lw as x decreases. 



10 15 20 25 


x [m] 

Fig. 12. A plot of the Ly^ 1 (412) values as a func- 
tion of x for three experiments in the far field (x > 

12 m) of the tower. 

The difficulty with using the water-leaving radiance as 
the primary diagnostic variable is it strongly depends on 
the time-dependent solar illumination. The HDS positions 
in experiments 3, 9, and 29 were sequenced in the same 
fashion from 1,2,... ,10, so time in Fig. 12 progresses from 
left to right in each experiment. The gradients in Fig. 12 
correspond directly to the solar evolution: experiments 3 
and 9 were executed early in the morning (as the solar ir- 
radiance was increasing) , and the experiment 29 data were 
collected in the afternoon (as the solar irradiance was de- 
creasing) . 


Although an analytical approach based on the remote- 
sensing reflectance (5) would cancel out, in a simplified 
way, variations arising from changing solar illumination, a 
more useful parameter for perturbation studies was pro- 
posed by Hooker and Morel (2003) based on the princi- 
ples involved in the glint corrections used with above-water 
methods. 

The Morel (1980) glint correction method, hereafter 
referred to as M80, is based on the assumption that the 
sea surface is essentially black in the near-infrared region, 
A r . Consequently, the above- water radiance measured at 
A r is entirely due to surface reflection (principally from 
sky radiation once the sensor is pointed at least 90° away 
from the sun), and this estimate is extended over the whole 
spectrum by using the spectral dependence of the incident 
sky radiance, Li (A). The estimated sky glint is subtracted 
from the total signal to recover Lty(A), according to 


£r°(A,i?) = MM) - r<(M')[ > ( 26 ) 

where again, the pointing angle with respect to the sun, 
(f > ', has been omitted for brevity. It is important to note 
that in turbid Case-2 waters, the Lw(K) = 0 assumption 
often fails and this method is not universally applicable 
[see Hooker et al. (2002a) for a case example] . 

A comparison of the output of the M80 and S95 correc- 
tion methods allows the detection of any platform contam- 
ination in the Lt signal. This is because the M80 method 
is sensitive to, and thus is able to identify, a platform per- 
turbation, whereas the S95 method, based on a theoretical 
value of the reflectance factor, will just ignore it. The pres- 
ence of a platform perturbation can be detected with the 
ratio 

,.( 865 ) _ Lrim/Wm)' m 

where the numerator comes from M 80 ( 26 ) and the denom- 
inator from S95 (20). Under natural circumstances (i.e., in 
the absence of platform perturbations) and in Case-1 wa- 
ter conditions, p = Lr(865)/L{(865) (within the accepted 
variance and provided that p is given a correct value), and 
r(865) = 1. Any other reflected radiation added to the 
sky-reflected radiation leads to an increase in Lt (865), and 
r(865) > 1. 

The most important aspects of r(865) as an analytical 
variable are as follows: 

1. It intrinsically includes the effects of changing solar 
illumination, because the sea-viewing observations 
are normalized by the sky radiance; and 

2. It is a severity index, in the sense that the stronger 
the artificial increase in Lr(865), the larger the in- 
crease in r(865), and the magnitude of the depar- 
ture from unity is an estimate of the severity of the 
perturbation. 
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In Case-2 water conditions, or if the water type is close to 
the threshold of Case-1 and Case-2 conditions, r(865) is not 
expected to be unity, so the last point requires some qual- 
ification: over the course of one of the tower-perturbation 
experiments (about 45 min on average), and in the absence 
of artificial reflections, r(x,865) is expected to remain es- 
sentially constant. 

Departures from constancy as a function of x are ex- 
pected to be an indicator of the presence of platform per- 
turbations. Figure 13 presents r(865) as a function of x 
for the three far-field experiments shown in Fig. 12. For 
all three experiments, r(865) « 1 and is nearly constant 
as a function of x, which indicates no tower-perturbation 
effects in the (above-water) water-leaving radiances. 
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Fig. 13. A plot of r(865) as a function of x for the 
three far-field experiments shown in Fig. 12 (using 
the same symbols for each experiment). 


The constancy of r(x, 865) can be quantified by select- 
ing one of the farthest observations from the tower, at x', 
as a reference point. The RPD of the other observations 
within the experiment with respect to the reference point 
are calculated as 


Vv (z) 


r(s,865)-r(a/,865) 

r(x / ,865) 


(28) 


where ^x'(x) is the RPD value at x. Average properties 
cannot always be estimated accurately with RPD values, 
because the averaging process results in some numeric can- 
cellation. To overcome this problem, (28) is reformulated 
as 




|rQc, 865) -r(s', 865)] 
r(x', 865) 


(29) 


where \rj>\ is the absolute percent difference (APD). 

Figure 14 presents the (x) values for the three ex- 
periments shown in Figs. 12 and 13. The data are evenly 


dispersed around the i/v = 0 line, which indicates there 
is no residual bias or trend in the data (a least-squares 
regression of the data has a slope of 0.05%). Given the 
absence of any bias or significant trend in the Fig. 14 data, 
the level of constancy of the far-field observations over the 
course of an experiment can be used to provide an esti- 
mate of the environmental variability (because this is the 
primary external factor influencing the variability in the 
data). 



Fig. 14. A plot of Vv as a function of x for the 
three far-field experiments shown in Fig. 12 (us- 
ing the same symbols for each experiment). The 
dashed fine corresponds to the reference point, i.e., 

iM*') = o. 


Although the above-water data processor removes the 
high frequency effects of glint, it does not remove envi- 
ronmental effects arising from surface gravity waves or the 
natural evolution in water properties (caused principally 
by advective processes for these experiments). The average 
APD value for the Fig. 14 data is about 2.4%, and this level 
of variability is in keeping with previous estimates (Hooker 
et al. 2002a) of the influence of environmental variability 
on above-water observations during long-duration experi- 
ments (which was estimated at approximately 1-3%). The 
environmental variability level provides a baseline variance 
for evaluating the presence of tower- perturbation effects in 
the sense that changes in Vv above this level can be at- 
tributed to artificial processes. 

The far-field data confirm uncontaminated above- water 
observations can be collected in the vicinity of a large 
structure as long as the surface spot is as far away from the 
platform as it is high (in this case about 13m). Although 
only three experiments were considered, they were all from 
different days, and two (experiments 3 and 9) were within 
similar times of the day, which means they were conducted 
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with similar solar geometries, and these two experiments 
showed very similar results. 

5.3 NEAR-FIELD EFFECTS 

The primary interest in executing a tower-perturbation 
study was to determine the spatial scale and character- 
istics of platform perturbations in above-water observa- 
tions. The basic experiments for collecting these data were 
planned with the objective that the measurements start or 
end within the far-field environment, a priori set to 13 m, 
as often as possible (Appendices B and C). The reason for 
this was to ensure a suitable (unperturbed) reference point 
within each experiment. This sampling objective was not 
always applicable, however, because a variety of near-field 
experiments had other objectives that did not require a 
far-field observation. 

A plot of r(x, 865) for three near-field experiments from 
the first tower-perturbation campaign is shown in Fig. 15. 
As the radiometers are pointed more and more towards the 
tower (by varying the HDS position and the viewing an- 
gle with respect to the sun), that is as x decreases, r(865) 
dramatically increases. The near-field r(865) values are as 
high as 2-3 when x is about 3 m or less, which is substan- 
tially above any fluctuations that could be attributed to 
natural environmental variability (in the absence of float- 
ing debris). These large ratios indicate the radiation re- 
flected by the surface and seen by the sensor is largely dom- 
inated by that originating from the tower. Furthermore, 
the results show the spatial extent of the tower perturba- 
tion is nonetheless about the same, approximately 11m, 
which is close to the nominal height of the tower. 



Fig. 15. A plot of r(865) as a function of x for 
three near-field experiments. 


The different amplitudes of the tower-perturbation ef- 
fect during clear-sky conditions is a function of the sun 


geometry. Experiments 16 and 18 were executed in the 
later afternoon and nearly overlie, whereas the data from 
experiments 36-37 were collected close to solar noon (Ta- 
ble Bl). The larger solar zenith angles of the experiment 
16 and 18 data produce larger reflections off the platform 
superstructure, and the lower zenith angles produce less. 

The importance of the solar geometry, and the aspects 
of the spatial characteristics, are quantified more clearly by 
considering the RPD results for the near-field experiments, 
which are presented in Fig. 16. These data confirm the 
spatial extent of tower perturbations are similar for the 
two different solar geometries, but the amplitudes are not. 
The low zenith angle data (experiments 36-37) do not have 
as significant an amplitude as the high zenith angle data 
(experiments 16 and 18). 



Fig. 16. A plot of Vv as a function of x for the 
three near-field experiments shown in Fig. 15. 


5.4 ENVIRONMENTAL EFFECTS 

One of the attractions of above-water measurements is 
the possibility of collecting data autonomously with min- 
imal fouling of the sensors. One of the difficulties with 
automated systems is the absence of an observer to es- 
tablish whether or not the environmental conditions are 
acceptable for data collection. Above-water measurements 
require the exclusion of floating material within the FOV 
of the water- viewing sensor and clouds within the FOV of 
the sky-viewing sensor. An observer can ensure these re- 
quirements are properly enforced, but it is more difficult 
to deal with automatically. 

A preliminary inquiry into the effects of floating debris 
(grass and foam) is presented in Fig. 17. The data are from 
experiment 19 during the second tower-perturbation cam- 
paign, and are restricted to those observations when the 
HDS position was fixed. The objective here was not to col- 
lect bad data, but to further demonstrate the capabilities 
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of the r(865) variable as a quality control parameter and to 
establish the range in differences between r(865) values for 
uncontaminated and naturally-contaminated observations. 
The RPD values were calculated using the average of the 
uncontaminated (normal) r(865) values as a reference (the 
dashed line). 
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Fig. 17. A plot of the effect of floating grass and 
foam on above-water measurements measured dur- 
ing experiment 19. Casts when the grass or foam 
were spatially extensive are labeled “widespread.” 



The Fig. 17 data show natural contaminants can in- 
crease the r(865) values by approximately 5-25%. It is 
important to remember the above-water processor selects 
the darkest (lowest) 5% of the Lt observations, so these 
results are optimized in the sense that the negative ef- 
fects of the floating debris were minimized. The increases 
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in r(865) are, therefore, not the maximum that might be 
observed — the maximum will depend on the spatial and 
temporal extent of the surface contaminant within the data 
collection interval (in this case, the latter was 3 min). It 
is significant to note that there are two instances where 
the influence of foam on the surface was indistinguishable 
from the uncontaminated data, which means the standard 
(darkest) 5% filter can do a good job of eliminating the 
negative effects of floating debris in some cases. 

5.5 SUMMARY 

In keeping with ship perturbation experimental studies 
(Hooker and Morel 2003), the preliminary analysis of the 
tower perturbation experiments shows two results: 

1. There is a similar contamination of above- water ra- 
diometric measurements due to platform reflections, 
and 

2. Avoidance of the contamination requires the sea- 
viewing radiometer to view a surface spot that is 
approximately as far away as the tower is high. 

In the simplest sense, the latter places a practical limita- 
tion on pointing the above-water sensors with respect to 
the platform, because the sea-viewing sensor is oriented 
at an angle of 40° (or 45°) with respect to nadir. Conse- 
quently, the only way to respect the distance requirement 
is to align the sensors within a restricted angular range per- 
pendicular to the platform edge. The tower perturbations 
and, thus, the pointing requirements for the above-water 
sensors, depend on the geometry between the sun and the 
platform which is a function of the time of the day. This 
suggests there should be more than one mounting location 
for the sensors with respect to the movement of the sun 
which will permit uncontaminated measurements within 
a more extensive angular range and, therefore, during a 
more extensive part of the day. 
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Appendix B 

The SeaBOARR-01 microSAS Deployment Log 

The microSAS experiment log for the first tower-perturbation 
campaign (SeaBOARR-01) is presented in Table Bl. 

Appendix C 

The SeaBOARR-02 microSAS Deployment Log 

The microSAS experiment log for the second tower-perturbation 
campaign (SeaBOARR-02) is presented in Table Cl. 

Glossary 

AAOT Acqua Alta Oceanographic Tower 
AOPs Apparent Optical Properties 
APD Absolute Percent Difference 
ASCII American Standard Code for Information In- 
terchange 

CDOM Colored Dissolved Organic Matter 
CNR Consiglio Nazionale delle Ricerche (the Ital- 
ian National Research Council). 

CoASTS Coastal Atmosphere and Sea Time Series 
CTD Conductivity, Temperature, and Depth 

DAD Diode Array Detector 
DCP Data Collection Platform 
DIN Deutsche Industrie- Normen (German indus- 
try standards). 

FAFOV Full- Angle FOV 
FOV Field of View 

GF/F Not an acronym, but a specific type of glass 
fiber filter manufactured by Whatman, Inc. 
(Clifton, New Jersey). 

GMT Greenwich Mean Time 
GSFC Goddard Space Flight Center 
HDS Horizontal Deployment System 
HOBI Hydro-Optics, Biology, and Instrumentation 
(Laboratories) 

HPLC High Performance Liquid Chromatography 
IES Institute for Environment Sustainability 
IOCCG International Ocean Color Coordinating 
Group 

IOPs Inherent Optical Properties 
ISDGM Istituto per lo Studio della Dinamica delle 
Grandi Masse (the Italian Institute for the 
Study of Large Masses). 

JGOFS Joint Global Ocean Flux Study 
JRC Joint Research Centre 

LoCNESS Low-Cost NASA Environmental Sampling 
System 

METEOSAT Meteorological Satellite 
microNESS micro NASA Environmental Sampling System 
microSAS micro Surface Acquisition System 
miniNESS miniature NASA Environmental Sampling 
System 
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Table Bl. A summary of the microSAS experiments executed in the first tower perturbation campaign (SeaBOARR-Ol) 
showing the casts involved for each experiment, the Greenwich Mean Time (GMT) periods for the sampling during each 
sequential day of the year (SDY), the range in HDS positions, and the corresponding range in distance away from the 
tower, x. 


Exp. 

Casts 

SDY 

Time 

Pos. 

x [m] 

Exp . 

Casts 

SDY 

Time 

Pos. 

x [m] 

1 

1- 10 

170 

1148-1229 

1-10 

6.9 — 13.8 

22 

213-221 

175 

1010-1119 

1 

10.4 — 14.1 

2 

11- 20 

170 

1230-1310 

1-10 

4.3 -♦ 10.6 

23 

222-230 

175 

1131-1231 

1 

4.1 -► 9.3 

3 

21- 30 

171 

0852-0946 

1-10 

13.8 -> 23.3 

24 

231-240 

175 

1246-1326 

1-10 

2.9 — ► 9.3 

4 

31- 40 

171 

1001-1047 

1-10 

14.3 -> 22.2 

25 

241-250 

175 

1351-1423 

1-10 

-0.8 -► 7.0 

5 

41- 50 

171 

1053-1144 

1-10 

12.7 -» 17.8 

26 

251-260 

175 

1425-1446 

1-10 

-2.0- 6.1 

6 

51- 60 

171 

1146-1231 

1-10 

8.3 -► 13.3 

27 

261-270 

175 

1507-1550 

1-10 

6.1 -> 20.2 

7 

61- 70 

171 

1331-1422 

1-10 

6.5 17.7 

28 

271-280 

175 

1553-1622 

1-10 

11.2 -4 20.9 

8 

71- 80 

172 

1117-1202 

1-10 

10.7 -> 16.1 

29 

281-290 

175 

1623-1642 

1-10 

11.9 -> 21.5 

9 

81- 91 

173 

0904-0954 

1-11 

14.0 -> 24.3 

30 

291-300 

176 

1002-1050 

1-10 

14.3 — 21.9 

10 

92-101 

173 

0957-1042 

1-10 

14.3 — 22.3 

31 

301-310 

176 

1105-1149 

1-10 

11.4 17.3 

11 

102-111 

173 

1049-1137 

1-10 

12.8 -4 18.3 

32 

311-322 

176 

1204-1259 

1 

2.2 -4 6.4 

12 

112-121 

173 

1200-1245 

1-10 

6.9 — 12.3 

33 

323-330 

176 

1300-1317 

1 

0.8-4 2.0 

13 

122-131 

173 

1247-1308 

1-10 

2.9 — 10.8 

34 

331-348 

176 

1456-1716 

1,10 

9.6 -► 22.0 

14 

132-141 

173 

1434-1451 

1-10 

9.2 — 18.6 

35 

349-357 

177 

0945-1029 

1-10 

14.3 -4 21.7 

15 

142-151 

173 

1455-1515 

1-10 

1.4 -4 11.2 

36 

358-371 

177 

1031-1140 

1 

8.8 -4 22.5 

16 

152-161 

173 

1518-1536 

1-10 

2.2 -4 11.9 

37 

372-380 

177 

1144-1240 

1 

3.3 -> 8.3 

17 

162-171 

173 

1540-1558 

1-10 

3.1 -+ 12.7 

38 

381-390 

177 

1259-1352 

1 

-1.2-4 1.6 

18 

172-181 

173 

1600-1622 

1-10 

3.7 — 13.7 

39 

391-401 

177 

1353-1440 

1 

-3.3 —►—1.4 

19 

fl83— 192 

175 

0811-0858 

1-10 

14.0 -> 22.1 

40 

402-421 

177 

1459-1704 

1,10 

-5.9 -4 5.4 

20 

193-202 

175 

0900-0933 

1-10 

13.1 — 21.0 

41 

422-433 

178 

0859-1059 

1-10 

13.8 -4 21.4 

21 

203-212 

175 

0944-1002 

1-10 

11.2 -► 19.4 

42 

434-435 

178 

1108-1122 

1 

10.7 -4 11.5 


f Cast 182 was a single cast (0920-0923) on SDY 174 (x — 12.5m). 


Table Cl. A summary of the microSAS experiments executed in the second tower perturbation campaign (SeaBOARR-02) 
showing the casts involved for each experiment, the GMT periods for the sampling during each SDY, the range in HDS 
positions, and the corresponding range in distance away from the tower, x. 


Exp. 

— 

Casts 

SDY 

Time 

Pos . 

x [m] 

Exp. 

Casts 

SDY 

Time 

Pos. 

x [m] 

1 

1 - 10 

170 

0759-0858 

1-10 

12.5 -4 22.7 

16 

147-159 

173 

0929-1031 

3 

2.2 -► 11.9 

2 

11 - 16 

170 

0912-0941 

1 - 6 

14.1 -► 19.3 

17 

160-173 

173 

1042-1158 

3 

-0.8 -► 14.3 

3 

17- 26 

170 

1051-1155 

1-10 

5.6 -> 9.3 

18 

174-178 

173 

1546-1627 

1- 5 

3.1 -► 7.3 

4 

27- 36 

170 

1211-1251 

1-10 

6.2 - 11.9 

19 

179-196 

174 

0635-0808 

1- 9 

10.3 — 20.4 

5 

37- 46 

170 

1258-1351 

1-10 

4.3 15.9 

20 

197-206 

174 

0833-0921 

3 

13.0 ► 16.0 

6 

47- 56 

170 

1422-1503 

1-10 

1.2-4 8.5 

21 

207-216 

174 

0925-1010 

1 

11.2 -► 19.4 

7 

57- 66 

171 

0826-0904 

5 

17.0 -4 17.7 

22 

217-224 

174 

1012-1046 

1 

13.2 -► 14.2 

8 

67- 76 

171 

0911-0955 

5 

18.0 — ► 18.3 

23 

225-234 

174 

1105-1224 

3 

9.1 - 13.9 

9 

77- 86 

171 

1042-1200 

1-10 

-1.4 — 16.8 

24 

235-244 

174 

1228-1404 

5 

4.6 -> 10.4 

10 

87- 96 

171 

1215-1310 

1-10 

1.4 - 14.2 

25 

245-254 

174 

1412-1457 

1-10 

2.4 -> 8.5 

11 

97-107 

171 

1338-1433 

1-10 

0.6 -> 9.8 

26 

255-262 

174 

1503-1545 

1 - 8 

1.6 -> 8.7 

12 

108-119 

172 

1049-1203 

5 

2.3 — 17.0 

27 

263-281 

175 

0656-0830 

1-10 

10.6 - 20.7 

13 

120-129 

172 

1221-1317 

1-10 

1.4 -> 14.4 

28 

282-292 

175 

0941-1041 

1- 3 

14.3 -► 16.3 

14 

130-136 

172 

1337-1409 

1-10 

-0.5 -4 8.7 

29 

293-302 

175 

1056-1137 

1- 3 

10.3 - 13.8 

15 

137-146 

173 

0811-0911 

3 

14.5 -> 15.9 

30 

303-314 

175 

1205-1325 

5 

4.3 9.8 


MREN Maison de la Recherche en Environnement Na - 
turel 

NASA National Aeronautics and Space Administra- 
tion 


OCI Ocean Color Irradiance 
OCR Ocean Color Radiance 

RPD Relative Percent Difference 
RSMAS Rosenstiel School for Marine and Atmospheric 
Sciences (University of Miami) 


S/N Serial Number 
SAI Space Applications Institute 
SDY Sequential Day of the Year 
SeaBOARR SeaWiFS Bio-Optical Algorithm Round- Robin 
SeaBOARR-98 The First SeaBOARR (July 1998) 
SeaBOARR-99 The Second SeaBOARR (May-June 1999) 
SeaBOARR-OO The Third SeaBOARR (April-May 2000) 
SeaBOARR-01 The Fourth SeaBOARR (June 2001) 
SeaBOARR-02 The Fifth SeaBOARR (June 2002) 

SeaPRISM SeaWiFS Photometer Revision for Incident 
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Surface Measurements 

SeaSHADE The SeaWiFS shadow band attachment sys- 
tem. 

SeaWiFS Sea- viewing Wide Field-of-view Sensor 
SIAP Societa Italiana Apparecchi di Precisione 

SUnSAS SeaWiFS Underway Surface Acquisition Sys- 
tem 

TSM Total Suspended Matter 
ULCO University du Littoral Cote d’Opale 

WETLabs Western Environmental Technology Labora- 
tories 

WiSPER Wire-Stabilized Profiling Environmental Ra- 
diometer 

WMO World Meteorological Organization 
Symbols 

a(z,X) The absorption coefficient. 
ad P (^d,A) The absorption coefficient of nonpigmented (detri- 
tus) particles. 

a p (A) The total absorption coefficient. 
a p h(zd, A) The absorption coefficient of pigmented particles 
(phytoplankton) . 

a t - w (z f X) The calibrated absorption coefficient. 
af5 u ,(z,A) The salinity- and temperature-corrected calibrated 
absorption coefficient. 

d?5 w (z, A 0 ) The salinity- and temperature-corrected calibrated 
absorption coefficient adjusted for a variable per- 
centage of the scattering coefficient. 

a^(A) The absorption coefficient of pure water. 
a V s(zd, A) The absorption coefficient of colored dissolved or- 
ganic matter (yellow substance). 

A 5 u 8 (A) The equivalent particle suspension absorbance ob- 
tained from the transmission and reflection method 
proposed by Tassan and Ferrari (1995). 

A y *(A) The measured absorbance resulting from the differ- 
ence between the sample absorbance and the refer- 
ence absorbance. 

bb{z, A) The backscattering coefficient. 

c(z, A) The beam attenuation coefficient. 
c t - w (z,X) The calibrated beam attenuation coefficient. 
cf5 w (z,A) The salinity- and temperature-corrected calibrated 
beam attenuation coefficient. 

c w ( A) The beam attenuation coefficient for pure water. 

C a The chlorophyll a concentration. 

Cpig The concentrations of phytoplankton pigments. 

Ctsm The concentration of total suspended matter. 

D D The sun-Earth distance correction factor. 

Di The distance between the instrument mounting 
point and the nearest support frame. 

E( A) The direct sun irradiance. 

Eo(A) The extra-atmospheric irradiance. 

Fb(0 + ,A) The perturbation to the diffuse irradiance field, 
caused by the band on a shadow band radiometer. 
Ed{ 0 + ,A) The total solar irradiance (the direct plus the dif- 
fuse components). 

Ed(z, A) The downward irradiance. 

Ei( 0 + ,A) The diffuse solar irradiance. 

E m (0 + , A) The measured (minimum) irradiance when the sun 
is occulted. 

Eu(zyX) The upward irradiance. 


/ A function relating the irradiance reflectance to the 
IOPs. 

/o The / function evaluated at a zero sun zenith. 
Fo(A) The extraterrestrial solar flux. 

F a The filter clearance area. 

F t The flexion. 

AT, (A) The diffuse attenuation coefficient associated with 
the upwelled radiance. 

L c The cuvette path length. 

Ld The maximum load. 

Li( A) The sky radiance. 

Lt( A) The total radiance (above the sea surface). 

L u {z, A) The upwelled radiance. 

Lw{ A) The water-leaving radiance. 

Lw (A) The water- leaving radiance derived from an in- water 
measurement. 

Lw{ A) The water- leaving radiance derived from an above- 
water measurement. 

LvJ 80 ( A) The water- leaving radiance determined using the 
M80 above- water method. 

L^° X (A) The water-leaving radiance determined using the 
Q01 above- water method. 

Ew 5 ( A) The water- leaving radiance determined using the 
S95 above- water method. 

m The air mass. 

M80 Denotes the M80 above- water method. 
n(A) The refractive index of seawater. 

Q( A) The bidirectional Q function. 

Qo(A) The Q function evaluated at nadir and a zero sun 
zenith. 

Q n ( A) The Q function at nadir. 

Q01 Denotes the Q01 above- water method. 

Q02 Denotes the Q02 above-water method. 
r(865) The near- infrared radiance ratio divided by the the- 
oretical surface reflectance. 
r d (A) The diffuse- to- direct irradiance ratio. 

R( A) The irradiance reflectance. 

3ft The effects of reflection and refraction. 

% The 5? function evaluated at nadir. 
i? rs (A) The remote sensing reflectance. 

595 Denotes the S95 above- water method. 

S 9 (z) Seawater salinity. 

ST Denotes the salinity and temperature correction. 
t 0 The time corresponding to the F m (0 + , A) measure- 
ment. 

To (A) The (upward) radiance transmittance through the 
air-sea interface. 

T s (z) Seawater temperature. 

Vyjj The volume of filtered water. 

w h A correction term to account for changes in the 
weight of the filter sample. 

W Wind speed. 

Wf The filter weight. 

W s The weight of the sample filter. 

x The perpendicular distance of the surface spot 
viewed by the sea-viewing sensor away from the 
tower. 

x A reference point (far from the tower). 
z The vertical coordinate, depth. 

Zd A discrete depth. 
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A L A contamination radiance. 

At An experimentally-determined time increment. 

6 The solar zenith angle. 

0' The above- water viewing angle refracted by the air- 
sea interface. 

0 The nadir angle for sea-viewing measurements. 

& The zenith angle equivalent to the i9 nadir angle 
(0' = 180-0). 

A Wavelength, 

A 0 A reference wavelength. 

A4 Used to indicate a four-channel sensor. 

A7 Used to indicate a seven-channel sensor. 

As Used to indicate an eight-channel sensor. 

A i An individual channel number. 

A r A wavelength in the near-infrared portion of the 
spectrum. 

p{ A) The (Fresnel) surface reflectance. 

r The atmospheric optical thickness. 
r a (A) The aerosol optical thickness. 

7i(A) The ozone optical thickness. 

7fl(A) The Rayleigh optical thickness. 

<t> The solar azimuth angle. 

4> The azimuthal orientation of a sensor (usually with 
respect to the sun). 

y? The vertical (two-axis) tilt. 
xjj The relative percent difference. 

\ip\ The absolute percent difference. 
ip x f The relative percent difference based on a reference 
measurement at x' . 

\\p\ x t The absolute percent difference based on a reference 
measurement at x* . 

Qfov The solid angle (field of view) of the detector. 
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